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I.  INTRODUCTION 

A.  Background 

In  the  past  fifteen  years  there  have  been  uprecedented-  developments  in 
dialyzer  technology  and  related  instrumentation  for  the  treatment  of  end  stage 
renal  disease  (ERSO).    Improvements  in  dialysis  therapy  continue  to  make 
treatment  briefer  and  more  effective.    For  tens  of  thousands  of  patients  in 
this  country  with  chronic  renal  failure,  hemodialysis  provides  rehabilitation 
and  a  dramatic  increase  in  life  expectancy. 

The  goal  of  dialysis  is  to  replace  the  normal  kidney  function  of  urine 
production,  which  regulates  the  body's  levels  of  urea  and  other  end  products 
of  protein  metabolism  of  water  and  of  acid  and  base.    Oialysis  treatment 
alleviates  certain  pathological  conditions  collectively  referred  to  as  uremia, 
that  are  engendered  by  loss  of  these  normal  kidney  functions.    Other  kidney 
functions,"  such  as  secretion,  of  hormones  are  not  replaceable  by  dialysis  alone. 

B.  System  Description 

The  process  .of  hemodialysis,  based  on  the  principles  of  diffusion  and 
filtration,  and  simple  in  concept  and  design,  replaces  the  aforementioned 
kidney  functions  with  minimal  harm  to  the  blood.    It  is  accomplished  by 
pumping  blood,  shunted  from  an  artery,  through  narrow  channels  separated  by 
semi -permeable  membranes  from  a  specially  prepared  second  fluid,  the  dialysate, 
and  returning  the  blood  to  a  vein.    A  schematic  diagram  of  a  typical  unit  is 
i 1 1 ustrated  i  n  Figure  1 . 

In  a  common  hemodialyzer  configuration,  the  narrow  channels  are  formed  by 
thousands  of  biocompatible,  cellulosic  hollow  fiber  membranes  stretched 
between  the  bases  of  a  plastic  cylinder  approximately  one  foot  long  and  two  ' 
inches  in  diameter  (See  Figure  2). 
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The  inanbrdnes1  pores  allow  passage  of  //ater  and  :ther  3.1a11  ^0 1    . 1  bs  , 
while  retaining  proteins,  red  cells  and  other  larger  blood  components.  The 
dialysate,  a  pre-mixed  solution  in  water,  flows  within  the  cylinder  in  the 
spaces  between  the  tubes. 

Membrane- permeable  species  transfer  between  the  blood  and  the  dialysate. 
Transfer  of  solutes  such  as  urea  or  bicarbonate  is  driven  primarily  by  the 
difference  between  the  solute's  concentrations  in  the  blood  and  dialysate. 
The  transfer  of  water  is  driven  by  osmotic  and  hydrostatic  pressures. 

With  patient  blood  in  a  given  state  and  fed  at  a  certain  rate,  the 
pressure,  composition  and  feed  rate  of  dialysate  constitute  the  primary 
variables  at  the  disposal  of  the  operator  to  control  the  diffusion  and 
filtration  rates  essential  to  dialysis.    Ideally,  the  pressure  and  composition 
of  the  dialysate  feed  should  be  tailored  on  an  ad  hoc  basis  to  the 
blood-cleaning  needs  of  the  individual  patient.    In  practice,  however, 
dialysate  is  prepared  by  diluting  with  water  a  pre-purchased,  pre-mixed 
standard  dialysate  concentrate.    Preparation  .of  dialysate  is  a  vital 
procedural  step,  upon  which  close  attention  must  be  focused  even  when 
pre-mixed  concentrate  is  employed,  because  of  the  necessity  to  purify  the 
water  with  which  the  concentrate  is  diluted. 

In  addition  to  restoring  the  blood's  levels  of  urea,  water  and  other 
chemicals  to  within  tolerable  limits,  the  hemodialysis  system  must  maintain 
the  blood  at  physiological  temperature  and  pressure,  free  of  gas  bubbles, 
untraumati zed  and  sterile. 

C.    Problems  with  Hemodialysis 

The  problems  associated  with  hemodialysis  can  be  divided  into  four  major 
categori  es : 

-  physiological  disorders  of  the  uremic  patient  that 
remain  unremediated  by  dialysis 
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-  undesirable  side  effects  o'f  dialysis 

-  results  of  system  failures 

-  results  of  operator  oversights 

The  first  two  problem  groups  arise  from  physiological  conditions  peculiar 
to  patients  which  make  them  either  unreceptive  to  dialysis  treatment  or 
hypersensitive  to  the  dialysis  unit.    The  third  set  of  problems  includes 
equipment  malfunctions  due  either  to  faulty  or  improperly  designed  equipment, 
or  to  poor  maintenance  practices.     The  final  group  or  problems  may  be  caused 
by  the  operator's  poor  monitoring  practices,  or  by  insufficient  provision  of 
operating  information  or  training  by  the  manufacturer. 

II.  OBJECTIVE 

The  objective  of  this  study  was  to  assess  the  hemodialysis  services 
provided  by  twenty-two  hospi tal -based  and  free-standing  treatment  centers  in 
Massachusetts,  (see  table  1)  with  respect  to  operational  features  that  may 
result  in  significant  patient  problems.    The  potential  for  problems  in  the 
latter  two  of  the  four  above  categories  were  identifed. 

III.  SUMMARY  OF  INAPPROPRIATE  RESPONSE 

The  survey  was  comprised  of  questions  regarding  four  major  elements  of 
dialysis  operation:  the  water  treatment  system,  dialysate  delivery  system, 
extracorporeal  blood  circuit  and  the  dialyzer  proper.    A  copy  of  the  survey 
questionnaire  is  included  in  Appendix  B.    The  questions  largely  explore 
consistency  of  clinical  practice  with  the  "American  National  Standard 
for  Hemodialysis  System,"  recommended  by  the  Renal  Disease  and  Detoxification 
Committee  of  the  Association  for  the  Advancement  of  Medical  Instrumentation, 
and  approved  in  May  1982  by  the  American  National  Standards  Institute,  Inc. 


The  survey  questionnaire  was  designed  to  identify  potential  problems  due  to: 

-  operational  aspects  of  the  equipment  including  monitoring  and  alarm 
systems 

-  poor  system  design  or  system  malfunctions 

-  insufficient  information,  training  or  education  by  the  manufacturer 

-  miscellaneous  other  sources. 

Answers  were  obtained  in  interviews  with  operating  personnel,  as  well  as  by 
inspection  of  equipment  and  manufacturers'  equipment  specifications  and 
operating  instructions.    The  following  is  a  summary  of  responses  that  suggested 
to  the  project  team's  consulting  clinician  and  biomedical  engineer  the  potential 
for  significant  problems.    No  attempt  was  made  to  deduce  cause-and-ef f ect 
relationships  between  potentially  hazardous  situations  and  reported  adverse 
patient  response. 

A.    Water  Treatment 

The  water  that  dilutes  the  dialysate  concentrate  must  be  deionized  (See 
Table  2  for  recommended  composition).    Tap  water  typically  undergoes  reverse 
osmosis  and/or  some  other  filtration,  ion  exchange  or  adsorption  process  to 
remove  electrolytes  and  other  solutes  and  contaminants.    The  water  and  process 
equipment  must  also  be  disinfected.    Ion  exchange  and  adsorption  columns 
undergo  exhaustion  and  must  therefore  be  periodically  regnerated  or  discarded. 
The  performance  of  the  water  treatment  system  is  monitored,  both  through 
automated  analyzers,  preferrably  with  alarms,  as  well  as  periodic  sampling  by 
the  operator. 


-5- 


1.  Operations,  Monitoring,  Alarms 

The  water  treatment  systems  must  be  properly  disinfected  by  the 
operators.    Furthermore,  the  proper  functioning  of  the  systems  must  be 
monitored,  both  by  automatic  controls  affixed  to  the  instrumentation,  and 
periodic  checks  by  the  operators.    This  section  reports  the  incidence  of 
reponses  to  survey  questions  which  indicated  advserse  circumstances  regarding 
disinfection,  the  existence,  functioning  and  maintence  of  alarms,  or  operator 
practice  with  respect  to  the  monitoring  of  treated  water.    Frequencies  of 
adverse  reponses  appear  in  this  section  and  in  table  3. 

Disinfection  is  necessary  to  prevent  bacterial  growth.    In  only  one  of 
the  twenty-two  facilities  inspected  was  it  found  that  the  water  treatment 
equipment  was  not  disinfected.    However,  in  five,  disinfection  was  not 
carried  out  at  the  time  of  regeneration  or  reconstruction  of  a  system 
component,  raising  the  potential  for  bacterial  growth.    Furthermore,  in  four, 
piping  or  another  part  of  the  water  treatment  system  was  not  disinfected. 

Adverse  situations  regarding  the  state  of  warning  and  alarm  systems  were 
also  observed.    In  four  facilities,  the  alarm  on  the  conductivity  detector 
which  indicates  excess  electrolyte  that  could  promote  excessive  water  loss 
from  the  blood  was  not  tested.    In  ten,  the  warning  and  alarm  systems  were 
not  calibrated  periodically. 

In  several  facilities  treated  water  was  not  thoroughly  monitored.  In 
one,  the  water's  ph  was  not  monitored.    Such  monitoring  is  warranted  because 
improper  ph  could  trigger  precipitation  of  carbonate  in  the  dialysate  and 
problems  with  the-  heparin  employed  to  prevent  clotting  of  the  blood. 

The  treated  water  was  not  analyzed  for  chlorine  in  three  facilities  or 
for  chloramine  in  two.    The  recommended  maximum  level  of  0.54  mg/1  chlorine 
was  not  enforced  at  one  facility,  while  the  recommended  level  of  0.01  mg/1 
aluminum  was  not  followed  at  three. 


Total  electrolyte  concentration  regulates  the  osmotic  pressure 
of  the  water,  and  hence  of  the  dialysate.    This,  in  turn,  affects  the  rate  of 
water  removal  from  the  patient's  blood.    Hence,  the  water  is  deionized,  and 
the  mixed  dialysate  electrolyte  concentration  is  determined  by  that  of  the 
original  concentrate.    In  several  facilities,  the  efficiency  of  the  deionization 
system  was  judged  to  be  inadequately  monitored. 

In  two  facilities,  the  effluent  from  the  deionization  system  was  not 
continuously  monitored  to  check  that  the  water's  resistivity  exceeded  one 
megohm-an.    Lower  values  indicate  higher  electrolyte  concentrations,  which 
may  cause  excess  water  transfer  from  blood  to  dialysate.    In  four  facilities, 
the  performance  of  the  reverse  osmosis  system  (one  means  of  deionization)  was 
not  continuously  monitored  for  leakage  of  electrolyte  into  the  purified  water. 
In  five,  the  conductivities  of  the  source  and  effluent  water  processed  through 
reverse  osmosis  systems  were  not  continuously  monitored. 

2.    Malfunctions  or  Design  Errors 

This  section  describes  adverse  survey  responses  with  respect  to  the 
design,  such  as  provision  of  adequate  safety  features,  alarms,  or  proper 
functioning,  of  the  water  treatment  equipment  (see  also  table  4). 

\n  five  of  the  twenty-two  facilities,  there  was  no  alarm  on  the 
conductivity  detector  which  monitors  electrolyte  concentration  in  the 
effluent  from  the  water  treatment  system.    In  two  systems  with  alarms  there 
were  alarm  failures.     In  one,  the  alarm  light  did  not  flash  and,  in  the 
other,  the  meter  itself  was  found  to  be  broken.    In  five  facilities,  there 
were  no  shutdown,  bypass,  or  other  alternative  paths  when  monitored  variables 
exceeded  tolerable  limits.    In  seven,  the  intensity  audible  alarms  was  not 
at  least  70  decibles  at  3  meters,  and/or  the  alarms  were  not  sustained 
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without  the  possibility  for  interruption  for  more  than  130  seconds.  A  main 
electrical  failure  was  not  indicated  oy  an  audible  alarm  in  ten  facilities. 

In  three  facilities,  electrical  receptacles  were  not  shielded  from 
liquid  spills,  raising  the  potential  for  short-circuiting.    In  three,  sediment 
filters  were  not  contained  in  opaque  housing  or  otherwise  configured  so  as  to 
inhibit  proliferation  of  algae.    The  algae  could  clog  membranes  or  be  carried 
downstream  into  the  dialysate. 

3.    Insufficent  Provision  of  information  or  Training  by  the  Manufacturer 
a).  Equipment  specifications 

In  the  twenty-two  facilities  examined,  a  total  of  eleven  different 
versions  of  water  treatment  systems  were  encountered.    They  are  referred  to 
below  as  "system  types."    These  were  primarily  reverse  osmosis  systems.  There 
werealso  deionizers  and  ultrafiltration  systems,  which  often  supplemented 
the  reverse  osmosis  systems.    Carbon  filter  systems,  which  were  employed  in 
eleven  different  facilities,  are  considered  separately  from  the  "system 
types." 

This  section  covers  survey  responses  indicating  inadequate  provision  by 
the  manufacturer  of  equipment  inventory  and  warnings  of  improper  operating 
conditions  and  procedures  (See  table  5). 

The  instructions  for  one  system  type  did  not  include  requirements  for 
utilities  such  as  electrical  power,  water  pressure  and  drain  size  or  capacity. 
The  instructions  for  two  types  did  not  include  the  environmental  conditions 
such  as  the  temperature,  humidity,  light,  noise,  or  atmospheric  pressure 
necessary  for  operation  or  to  prevent  harm  to  water  treatment  instrumentation. 
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The  instructions  for  one  system  contained  no  description  of  cne 
equipment,  including  a  list  of  monitors,  alarms,  and  component  devices 
provided  as  standard  equipment.    The  instructions  for  three  types  lacked  a 
listing  of  safety  features  and  warnings  of  the  consequences  of  circumventing 
these  features.    There  was  no  information  about  chemicals  known  to  be 
incompatible  with  the  materials  of  construction  in  the  instructions  for  four 
of  the  systems. 

There  were  no  specifications  of  the  required  input  water  temperature  and 
pressure,  the  pressure  of  effluent  water  at  various  flow  rates,  or  the 
maximum  output  of  product  water  in  the  guidelines  for  use  of  two  of  the 
systems.    Similarly  in  two  cases,  there  was  no  information  on  appropriate 
adjustment  of  monitors,  alarms  or  controls  prior  to  initiation  of  use. 

Three  sets  of  instructions  contained  no  information  on  procedures  to  be 
followed  in  case  of  an  alarm.    Two  lacked  information  on  clean-up  and 
sterilization  procedures.    Another  two  lacked  information  on  the  degree  of 
removal  of  chemical  contaminants  to  be  expected  upon  purification  of 
specified  feed  water. 

For  six  systems  which  produce  water  whose  quality  varies  with  that  of 
the  water  fed  to  it,  there  was  no  warning  of  the  extent  to  which  product 
water  quality  may  thereby  vary.    There  was  also  no  statement  concerning  one 
or  more  of  the  following  conditions;  that  results  obtainable  with  the  user's 
water  supply  could  only  be  verified  by  analysis;  that  the  recommended  device 
constituted  a  minimum  system  based  on  the  water  quality  at  the  time  of 
analysis  of  the  user's  water;  or  that  the  appropriate  water  authority  should 
be  consulted  on  variations  in  feed  water  that  could  cause  effluent  water  to 
exceed  acceptable  limits  of  contaminant  concentration. 
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For  six  of  the  eleven  treatment  systems,  there  was  no  warning  that 
selection  of  water  treatment  equipment  is  the  responsibility  of  the  dialysis 
physician,  or  that  product  water  should  be  periodically  tested.    In  three  out 
of  the  eleven  systems  that  employed  activated  carbon  filters,  there  was  no 
warning  that  exhausted  or  contaminated  carbon  is  to  be  discarded. 

There  was  no  statement  accompanying  four  of  the  water  treatment  system 
variants  that  separate  processes  were  to  be  used  to  avoid  intermixing  of 
regenerated  or  reconstituted  devices  returned  from  medical  or  potable  water 
users,  together  with  devices  returned  from  nonpotable  water  users. 

There  was  no  information  provided  regarding  chemical  compatibility  of 
device  construction  material  for  five  types  of  treatment  systems.  Three 
systems  lacked  information  regarding  on-line  monitors  of  water  quality, 
including  operational  factors  such  as  temperature  that  might  effect  monitor 
performance.    Three  types  also  provided  no  warnings  or  precautions  on  the 
adverse  effects  of  improper  installation  or  use. 

No  indication  of  how  to  prevent  excessive  build-up  of  contaminants  in 
effluent  water  during  the  regeneration  process  was  provided  for  three  system 
types  involving  automatic  regeneration  of  water  treatment  systems. 

b.  Equipment  Markings  and  Operation  Instructions 

This  section  covers  additional  areas  of  inadequate  provision  of 
operating  instructions  by  the  manufacturer  (See  table  6). 

The  devices  in  thirteen  of  the  twenty-two  facilities  were  not  affixed 
with  prominent  warnings  regarding  substances,  such  as  disinfectants  that 
must  be  removed  before  using  the  effluent  water  in  dialysis.     In  five  of  the 
twenty-two  facilities,  complete  and  detailed  operating  i nstruction-s  were  not 
provi  ded . 
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In  nine  facilities,  fittings  necessary  for  proper  connections  *ere  not 
identified  in  the  material  provided  by  the  manufacturers.    In  one,  the 
operator  did  not  consider  the  operating  instructions  satisfactory,  although 
specific  criticisms  were  not  recorded.    Maintenance  instructions  were  not 
provided  to  one  facility,  and  were  considered  unsatisfactory  in  another. 
Again,  specific  criticisms  were  not  recorded. 

4.  Miscellaneous  Problems  with  Water  Treatment 

This  section  covers  potential  difficulties  stemming  from  a  lack  of 
communication  with  the  local  water  department,  and  from  incomplete  chemical 
analysis  of  the  treated  water  (See  table  7). 

At  half  of  the  twenty-two  facilities,  the  water  department  did  not  as  a 
rule  announce  changes  in  the  chemi cal  composition  of  tap  water.    This  could 
be  a_  particularly  serious  omission  if  the  chlorine  content  were  increased,  and 
the  ensuing  rapid  exhaustion  of  the  filter  were  inadequately  monitored.  Also 
at  half  the  locations,  the  water  department  did  not  generally  report  changes 
in  the  quality  of  tap  water.    Also  the  water  treatment  system  at  one  facility 
had  not  been  checked  to  ensure  that  nitrosamines  were  not  being  produced 
within  the  system. 

B.    Dialysate  Delivery 

The  dialysate  delivery  system  must  ensure  proper  mixing  of  purified 
water  with  dialysate  concentrate.    It  also  checks  that  diluted  dialysate  fed 
to  the  dialyzer  contains  the  proper  concentration  of  electrolytes,  is 
heated  to  physiological  temperature,  and  is  delivered  at  sufficiently  low 
pressure  to  promote  the  desired  ultrafiltration  of  water  from  the  blood. 
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1.  Operations,  Monitors,  Alarms 

Notably,  according  to  A. A. M.I.  standards  the  dialysate  temperature  should 
be  monitored  on-line  and  maintained  between  36  and  40  degrees  Centrigade  at 
the  entry  to  the  dialyzer.    Readings  outside  this  range  should  automatically 
activate  audible  and  visible  alarms,  and  interrupt  dialysate  delivery  to  the 
dialyzer  or  blood  return  to  the  patient.    The  temperature  control/monitor 
system  should  not  allow  feed  dialysate  temperature  to  exceed  42  degrees 
centigrade. 

All  facilities  reported  regular  alarm  testing  and  noted  that  alarm 
situations  cause  either  dialysate  bypass  or  shut-off  of  the  blood  pump.  The 
acceptable  temperature  ranges  in  several  facilities  were  33.9-39.4  degrees 
centigrade.    Others  operated  with  upper  limits  as  high  as  41  and  42  degrees. 
There  were  no  reports  of  alarm  failures.    However,  in  three  facilities  in 
which  is  was  possible  to  manipulate  the  dialysate  pressure  so  as  to- control 
ultrafiltration  rate,  dialysate  circuit  pressure  was  not  monitored  (See 
Table  8). 

2.  Malfunctions  or  Design  Errors 

There  were  few  adverse  responses  in  this  section  of  the  questionnaire, 
whi ch  "f ocussed  on  the  instrumentation  that  ensures  provision  of  proper 
dialysate  composition,  temperature,  flowrate  and  pressure  (See  table  8). 
Still,  in  four  facilities,  alarms  or  warning  signals  (among  those  i-n  systems 
that  monitor  dialysate  temperature,  pressure,  composition  or  flowrate)  went 
off  without  legitimate  cause  -  in  one  case  because  of  improper  internal 
calibration,  in  another  because  of  a  bulb  burnout.    Also,  in  four  facilities, 
there  was  no  alarm  system  to  warn  either  of  two  high  or  too  low  dialysate  cir- 
cuit pressure. 
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3.     Insufficient  Provision  of  Information  or  Training  ay  cne  Manufacturer 
a.    Equipment  specifications 

A  wide  variety  of  adverse  responses  were  reported  in  the  area  of  manufac- 
turer provision  of  speci f i ci ati ons  regarding  proper  operation  and  protection  of 
the  dialysate  delivery  instrumentation,  of  which  there  were  ten  system  types 
encountered  (see  Table  9).    Note  also  that  there  were  six  types  of  dialysate 
fluid. 

Four  of  the  ten  system  types  contained  no  specification  of  environmental 
requirements  for  proper  operation,  such  as  temperature,  humidity,  light,  noise 
or  atmospheric  pressure,  or  conditions  that  may  be  harmful  to  the  equipment. 
Missing  from  one  type  was  information  on  chemicals  known  to  be  incompatible 
with  materials  of  construction.    Also,  one  system  type  contained  no 
specification  of  safety  features  or  warnings  of  the  consequences  of 
circumventing  them. 

There  was  no  specification  for  three  system  types  of  how  to  test  and 
calibrate  or  adjust  the  monitors,  alarms  and  controls  at  start-up.  Three 
system  types  contained  no  detailed  instructions  on  calibration  while  five 
lacked  warnings  and  precautions  regarding  the  adverse  effects  of  improper 
installation  or  use. 

For  one  system  type  each,  there  were  no  detailed  instructions  on 
operational  adjustments,  on  the  operation  and  significance  of  alarms,  and 
procedures  for  discontinuing  use,  including  shutdown,  cleanup  and 
sterilization  or  disinfection. 

-Nine  system  types  were  unaccompanied  by  a  warning  that  the  dialysate 
concentration  monitor  should  be  independently  checked.    Six  were  supplied  with 
no  indications  or  statement  concerning  one  or  more  of  the  following;  whether 
dialysate  pressure  monitors  register  inlet,  outlet  or  mean  pressure;  or  typical 
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line  pressure  drop  at  a  fixed  flow  rate;  or  a  statement  that  actual  pressure 
at  the  dialyzer  may  differ  from  that  indicated  by  the  monitor,  depending  on 
the  relative  height  difference  between  dialyzer  and  monitor  transducer,  as 
well  as  on  the  rate  of  flow  in  the  dialysate  lines. 

Similarly,  six  system  types  were  affixed  with  no  indication  of  whether 
transmembrane  pressure  monitors,  when  provided,  measured  inlet,  outlet  or  mean 
pressure  of  the  inlet  and  outlet  on  the  blood  and/or  dialysate  sides  of  the 
di  alyzer . 

Two  types  of  batch  systems  not  equipped  with  concentration  monitors 
contained  no  warning  that  dialysate  concentration  is  to  be  checked  before 
initiating  dialysis. 

Two  batch  dialysate  systems  were  not  affixed  with  a  label  on  the 
dialysate  concentrate  container  indicating  the  volumes  of  concentrate  and 
water  to  be  mixed.    Two  of  the  three  dialysate  types  with  proportioning 
systems  were  not  accompanied  by  a  specification  of  the  necessary  ratio  of 
dialysate  concentrate  and  water  volumes. 

In  seven  systems  that  feature  air  embolism  protection,  there  was  no 
statement  of  the  device's  sensitivity  to  air  and  foam.    For  none  of  the  ten 
system  types  was  there  a  statement  of  the  sensitivity  to  air  in  either  blood 
or  sal-ine,  or  specification  of  the  maximum  undetectable  flow  rate  of  air. 

Six  systems  types  contained  no  alarm  adjustment  strategy  to  be  followed 
by  the  operator  in  order  to  maximize  the  probability  of  detecting  a  blood  leak 
in  the  extracorporeal  circuit.    Nine  had  no  warning  that  hemolysis  might 
occur  in  the  dialyzer  in  the  vent  of  disturbances  such  as  excessive 
temperature  of  hypotonic  dialysate,  or  that  hemolyzed  blood  should  not  be 
returned  to  the  patient. 
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The  concentrate  label  on  all  six  types  of  dialysate  did  not  specify  the 
nominal  measured  conductivity  of  the  diluted  dialysate  at  25  C  in  mi  1 1 i  s  i  erne  ns 
(ms)  or  millimhos  per  centimenter  (mmhos/cm).    The  label  on  three  of  the  six 
did  not  specify  the  concentration  of  each  electrolyte  in  the  diluted  solution 
in  mi  1 1 i equi val ents  per  liter  (meq/1).    The  label  on  five  did  not  specify  the 
concentration  of  nonel ectrolytes  in  the  diluted  solution  in  milligrams  per 
deci  1  i  ter  (mg/dl ) . 

The  aqueous  concentrate  label  for  four  of  the  six  dialysate  types  did  not 
contain  instructions  to  thoroughly  mix  prior  to  use.    In  two  cases  in  which 
bicarbonate  is  used,  the  aqueous  concentrate  label  did  not  contain  a  warning 
that  bacterial  growth  may  occur  in  concentrated  bicarbonate  solutions  and  that 
storage  time  should  be  determined  by  the  user. 

4.  Miscellaneous  Problems  with  Dialysate  Oelivery  Systems 

In  three  of  the  twenty-two  facilities,  the  dialysate  delivery  system  had 
been  modified  or  changed  to  adapt  it  to  the  operating  facility.    In  one, 
labels  had  peeled  off  several  concentrate  containers  (see  Table  10). 

C.  Extracorporeal  Blood  Circuit 

The  extracorporeal  blood  circuit  is  comprised  of  the  tubing,  connectors 

" 

and  pump  that  deliver  the  blood  from  an  artery  to  the  dialyzer,  and  from  the 
dialyzer  to  a  vein.    Care  must  be  taken  to  ensure  sterility,  and  to  prevent 
clotting  or  entry  of  air  bubbles  into  and  foaming  of  the  blood. 

1.  Operations,  Monitoring,  Alarms 

*  This  section  covers  instances  of  potentially  hazardous  operator  practice 
(see  Table  11) . 
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The  sensitivity  of  the  air/foam  detector  had  not  been  measured  in  seven 
of  the  twenty-two  facilities.    In  five,  there  had  been  occasions  when  I.V. 
fluids  were  administered  downstream  of  the  air/foam  detector.    This  is  often 
done  when  solutions  must  be  administered  quickly  or  in  high  concentrations 
such  as  hypertonic  saline  for  cramps.    In  two  facilities,  glass  bottles  were 
used  to  administer  IV  fluids. 

2.  Malfunctions  or  Design  Errors 

This  section  covers  survey  responses  indicating  inadequate  safety 
features  in  the  design  of  extracorporeal  blood  circuitry  (see  Table  12). 

It  was  reported  at  three  of  the  twenty-two  facilities  that  if  the 
air/foam  detector  had  not  been  activated,  and  the  system  was  operated  in  a 
mode  that  placed  the  patient  at  risk,  either  one  or  both  of  the  audible  and 
visual  indicators  did  not  alert  the  operator  that  the  air  detector  had  not 
been  activated.    In  four  facilities  all  told,  there  were  problems  with  the 
air/foam  detector  including  insufficient  sensitivity  and  false  alarms. 

Activation  of  the  disinfection  system  of  the  dialysate  during  dialysis 
did  not  result  in  an  alarm  visible  to  the  patient  in  one  facility,  while  in 
two  it  was  possible  for  the  patient  to  be  dialyzed  while  the  system  was  in  the 
di  sinfection/sanitization  mode. 

In  two  facilities,  electrical  receptacles  were  not  shielded  from  liquid 
spills. 

3.  Insufficient  Provision  of  Information  or  Training  by  the  Manufacturer 
a.  Equipment  specifications 

There  was  a  total  of  three  types  of  extracorporeal  blood  circuits.  In 
all  three  cases,  the  instructions  for  use  of  the  blood  pump  did  not  include 
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details  on  the  calibration  used  by  the  manufacturer  to  convert  speed  to  flow 
rate.  For  one,  there  was  no  warning  or  contraindication  concerning  improper 
installation  or  use. 

b)  Equipment  markings  and  operating  instructions 

The  operator  at  one  facility  considered  the  manufacturer's  guidelines  for 
operation  of  the  the  air/foam    detector  inadequate,  although  it  was  not 
specified  why. 

D.  Dialyzers 

The  dialyzers  consist  of  the  membrane  assembly  that  separates  the  flowing 
blood  and  dialysate  fluid,  and  a  plastic  housing.    The  materials  must  be  . 
maintained  sterile,  and  should  be  compatible  with  the  blood,  not  causing 
significant  clotting  or  other  reactions.    The  membranes  should  be  pinhole-free 
to  prevent  bulk  of  blood  into  the  dialysate  or  vice-versa. 

1.  Operations,  Monitoring,  Alarms 

This  section  focuses  on  potentially  hazardous  dialyzer  usage 
practices,  including  reuse  and  quality  control  measures  (see  Table  13). 

Eleven  of  the  twenty-two  treatment  centers  practice  dialyzer  reuse. 
This  requires  proper  disinfection  prior  to  reuse.    Nevertheless,  there  were  no 
reports  of  infection  of  patients  exposed  to  reused  dialyzers,  as  all  such 
facilities  did  follow  disinfection  procedures.    Quality  control  measures 
in  two  such  facilities  did  not  include  cell  volume.     In  four,  they  did 
not  include  clearance  measurements,  i.e.,  check  of  the  degree  of  urea  removal 
during  dialysis. 
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2.  Malfunctions  or  Design  Errors 

In  one  facility,  arterial  ports  had  to  be  taped  to  prevent  tne  entry 
of  air  into  the  dialyzer  system. 

3.  Insufficient  Provision  of  Information  or  Training  by  the  Manufacturers 
a.  Equipment  specifications 

The  twenty-two  facilities  inspected  employed  various  combinations  of 
dialyzer  supplied  by  eleven  different  manf acturers .    These  are  referred 
to  as  the  eleven  "dialyzer  types"  below. 

The  instructions  for  four  of  the  eleven  dialyzer  types  did  not  include  a 
list  of  all  materials  of  construction  of  the  dialyzers,  the  contact  blood,  or 
dialysate.    The  instructions  for  six  types  did  not  include  a  set-up  checklist, 
including  unpacking  and  inspecting.    For  four  types,  the  instructions  did  not 
1 i st  "connections  to  other  equipment.    For  five  types,  the  instructions  did  not 
describe  conditions  for  discontinuation  of  use.    For  six,  they  did  not  cover 
shut-down  procedures. 

The  instruction  for  seven  did  not  describe  clean-up  and  sterilization 
procedures . 

For  all  dialyzer  types,  there  were  no  instructions  for  reuse  procedures 
because  reuse  is  not  recommended  by  the  manufacturers.    Notably,  however,  reuse 
was  practiced  in.  half  of  the  twenty-two  facilities  surveyed  (See  table  14). 

4.  Miscellaneous  Other  Problems  with  Dialyzers 

Patient  hypersensitivity  reactions  to  dialyzers  with  symptoms  including 
hives,  wheezing  and  nasal  stuffiness  were  reported  in  seven  of  the  twenty-two 
treatment  centers.    Five  of  the  seven  facilities  that  reported  hypersenti vi ty 


also  practiced  dialyzer  reuse  (see  Taole  15).    however,  none  of  cnose  rive 
facilities  reported  reactions  exclusively  with  reused  dialyzers.  Tnree 
facilities  reported  reactions  only  upon  initial  use  while  the  other  two 
facilities    reported  hypersensitivity  upon  exposure  to  both  new  and  reused 
dialyzers . 

Three  facilities  reported  incidence  of  mild  to  moderate  pyrogenic 
reactions.    Two  practiced  dialyzer  reuse.    One  of  the  facilities  that 
practiced  reuse  reported  reactions  with  both  new  and  reused  dialyzers  while 
the  other  did  not  indicate  whether  new  or  reused  dialyzers  were  in  use. 

In  eight  facilities,  there  were  incidents  of  blood  membrane  interactions 
These  included  hypersenti vi ty  to  cuprohane,  respiratory  distress,  seizure  and 
one  incident  of  cardiac  arrest.    There  is  no  direct  evidence  that  these 
reactions  were  caused  by  improper  or  inadequate  procedures  or  membranes, 
however . 

In  one  facility  a  dialyzer  problem  had  been  caused  by  packing.  The 
arterial  ports  of  the  membrane  assembly  were  cracked  upon  arrival  (See  table 
16) . 

IV.  CONCLUSIONS 

The  above  findings  indicate  that  in  the  routine  operation  of  dialysis 
treatment  centers,  a  number  of  inappropriate  procedures  are  practiced.  The 
study  also  discovered  instances  where  manufacturer  information  is  lacking  and 
some  instances  of  poor  system  design  or  system  malfunctions.    Notably,  these 
circumstances  are  not  found  in  the  majority  of  centers  and  do  not  appear  to 
have  caused  harm  to  dialysis  patients.    Nonetheless,  there  were  significant 
numbers  of  adverse  responses  to  many  important  questions. 

In  nearly  half  of  the  facilities  examined,  warning  and  alarm  systems  of 
water  treatment  devices  were  not  periodically  calibrated.    In  the  same  number 
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of  facilities,  a  main  electrical  failure  in  these  devices  was  not  indicated  oy 
an  audible  alarm.    The  lack  of  alarms  on  the  effluent  water's  conductivity 
monitor  and  the  lack  of  shutdowns  or  alternative  paths  for  incidents  where 
monitored  parameters  exceeded  tolerable  limits  were  found  in  a  number  of 
faci 1 ities . 

Inadequate  provision  of  water  treatment  equipment  specifications  was 
noted  in  a  wide  variety  of  subject  areas  including  safety  features  and  tne 
consequences  of  circumventing  them,  chemical  compatibility  of  materials  of 
construction,  procedures  to  be  followed  in  case  of  alarm,  and  warnings  on 
adverse  effects  of  improper  installation  or  use.    In  more  than  half  the 
facilities  inspected,  water  treatment  devices  were  not  affixed  with  prominent 
warnings  regarding  substances  such  as  disinfectants  that  must  be  removed 
before, using  product  water  in  dialysis.    Half  the  facilities  noted  a  lack  of 
communication  from  the  local  water  department  on  matters  of  altered  water 
composition  and  quality. 

With  respect  to  dialysate  delivery  system,  although  the  A. A. M.I.  standard 
recommends  that  dialysate  temperature  not  exceed  40  degrees  Centrigade, 
facilities  operated  with  maximum  tolerable  limits  of  41  and  42  degrees.  As 
noted  regarding  equipment  specifications  for  after  treatment  systems,  the 
materials  supplied  along  with  dialysate  delivery  systems  frequently  lacked 
warnings  on  the  effects  of  improper  installation  or  use.    Nine  such  systems 
lacked  warnings  that  blood  hemolysis  was  possible  in  the  dialyzer  in  the  event 
of,  for  example,  excessive  temperature  or  hypotonic  dialysate,  and  that 
hemolyzed  blood  should  not  be  returned  to  the  patient.    The  labelling  of  the 
dialysate  concentrate  containers  was  often  inadequate,  lacking,  for  example, 
instructions  to  mix  thoroughly  prior  to  use. 
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Responses  were  generally  favorable  regarding  extracorporeal  Dlood 
circuits.    However,  it  was  frequently  reported  that  the  sensitivity  of  the 
air/foam  detector  had  not  been  measured. 

As  was  noted  with  respect  to  water  treatment,  dialysate  delivery  and 
extracorporeal  blood  circuit  systems,  it  was  also  true  of  the  dialyzers  that 
manufacturer  equipment  specification  and  instructions  were  frequently  found 
lacki  ng. 

Half  the  facilities  reported  practicing  dialyzer  reuse.    However,  only 
one  facility  indicated  a  problem  with  reuse.    This  facility  noted  an  increase 
in  thrombosis,  but  did  not  report  any  serious  consequences  as  a  result  of 
this.    All  eleven  facilities  practicing  reuse  indicated  satisfaction  with  the 
procedure.    Hypersensitivity  reactions  were  less  frequently  noted  with  reused 
than  with  new  dialyzers.    This  is  consistent  with  the  notion  that  new  systems 
contain  undesirable  chemicals  that  are  only  leached  out  after  first  use. 
Pyrogenic  reactions  were  reported  on  both  new -and  reused  dialyzers. 

V.  RECOMMENDATIONS 

Although  this  study  did  not  find  any  serious  consequences  as  a  direct 
result  of  kidney  dialysis,  a  number  of  improper  practices  were  discovered. 
The  findings  of  this  study  suggest  that  uniform  guidelines  for  the 
operation  of  hemodi alyzers ,  along  the  lines  suggested  by  the  A. A. M.I.  standards, 
and  requirement  of  manufacturers  with  regard  to  equipment  specifications 
and  operating  instructions,  are  necessary  and  should  be  enforced.  The 
following  are  specific  recommendations  to  further  ensure  patient  safety. 
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A.  Water  Treatment 

To  avoid  bacterial  growth,  disinfection  must  be  carried  out  when  a  system 
component  is  being  regenerated,  and  applied  to  piping  and  other  system 
components . 

To  avoid  adverse  patient  reactions,  treated  water  should  be  analyzed  for 
chlorine  and  chloramine  contents,  and  maximum  tolerable  chlorine  and  aluminum 
levels  should  be  enforced. 

Furthermore,  to  avoid  short-circuiting,  electrical  receptacles  must  be 
shielded  from  liquid  spills.    In  addition,  electrical  failures  must  be 
indicated  by  an  audible  alarm. 

Complete  operating  and  maintenance  instructions  should  be  supplied. 
Equipment  specifications  should  include  electrical  power  requirements,  a 
complete  description  of  all  equipment,  and  a  list  of  safety  features  including 
the  consequences  of  circumventing  them.    There  must  be  information  on  the 
proper  setting  of  monitors,  alarms  and  controls  and  on  procedures  to  be 
followed  in  case  of  alarm. 

Required  temperature  and  pressure  of  feed  water,  and  chemicals 
incompatible  with  the  equipment  should  also  be  specified. 

There  should  be  prominent  warnings  regarding  substances,  such  as 
disinfectants,  that  must  be  removed  before  applying  effluent  water  to 
di  alysi  s . 

Close  contact  with  the  city  water  departments  should  be  established  in 
order  to  monitor  gross  changes  in  tap  water  composition  and  quality. 

B.  Di alysate  Del i  very 

Dialysate  circuit  pressure  must  be  monitored  to  ensure  proper  filtration 
of  blood  water.    The  significance  of  transmembrane  pressure  indications  should 
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be  clarified  by  the  manufacturer.    Alarm  systems  should  alert  the  operator  to 
excursions  from  optimal  pressure  ranges,  and  all  safety  features  should  be 
specified,  as  well  as  the  consequences  of  circumventing  them. 

Information  should  be  supplied  that  specifies  how  to  test,  calibrate  and 
adjust  the  monitors,  alarms  and  controls.    The  dialysate  concentration  is  a 
key  determinant  of  the  proper  functioning  of  the  dialyzer  as.  a  cleanser  of 
the  blood.    Thus,  the  dialysate  concentration  monitor  should  be  independently 
checked.    With  batch  systems  not  equipped  with  concentration  monitors,  the 
dialysate  concentration  should  be  checked  prior  to  initiation  of  dialysis. 

In  the  case  of  batch  systems,  the  dialysate  concentrate  container  labels 
should  indicate  the  volumes  of  concentrate  and  water  that  are  to  be  mixed. 
With  proportioning  systems,  the  ratio  of  dialysate  concentrate  and  water  volumes 
to  be  mixed  should  be  specified.    The  concentrate  label  should  in  all  cases 
specify  the  concentrations  of  electrolytes  and  nonelectrolytes  in  the  diluted 
di  alysate. 

In  addition,  the  sensitivity  range  of  air/foam  alarms  should  be  specified. 
There  should  also  be  prominent  warnings  that  hemolysis  may  occur  in  the  dialyzer 
in  the  event  of  a  disturbance  such  as  excessive  temperature  or  hypotonic 
dialysate,  and  that  hemolyzed  blood  should  not  be  returned  to  the  patient. 

C.    Extracorporeal  Blood  Circuit 

Since  entry  of  air  into  the  blood  is  dangerous,  the  sensitivity  of  the 
air/form  detector  should  either  be  specified  or  measured. 

It  should  not  be  possible  for  the  patient  to  be  dialyzed  while  the 
system  is  in  the  di si nf ecti on/sani ti zati on  mode. 
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0.  Dialyzers 

Quality  control  measures  must  include  urea  clearance  measurements. 

Manufacturer  instructions  should  include  a  set-up  checklist,  including 
unpacking  and  inspecting,  and  guidelines  on  connections  to  ancillary  equipment, 
reuse,  clean-up  and  sterilization  and  shutdown  procedures,  and  conditions  for 
discontinuation  of  use. 

E.    Dialyzer  Reuse 

The  question  of  the  efficacy  and  side-effects  of  dialyzer  reuse  merits 
further  consideration.    The  limited  observations  reported  here  suggest  that  this 
procedure  does  not  increase  the  risk  of  adverse  reaction  to  the  patient.  Thus, 
the  procedure  may  be  warranted  both  for  economic  reasons  and  for  minimizing 
exposure  to  chemicals  contained  in  unused  dialysers.    Further  study  is  recommended. 
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FIGURE  2.  -  The  Capillary  Artificial  Kidney 
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A.  INTERVIEW 
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b.  Type(s)  of  Device 

c.  Age  of  system 

2.  Person(s)  responsible  for  (name 
and  title) : 

a.  Equipment  Operation: 

1 

\  \  \ 

\\\ 

1 

\\y 

i 

1 

t 

b.  Equipment  Maintenance: 

3.  Device  Markings.    The  following 
information  is  affixed  to  each 
water  treatment  device  or  system: 
(AAMI- 3.1.3.1) 

a.  Name  and  address  of  manufac- 
turer: 

b.  Trade  name  and  type  of  device: 

c.  Model  and  serial  number: 

d.  A  warning  that  product  liter- 
ature should  oe  read  before 
use  ( if  appropriate): 

e.  Prominent  warnings  about 
substances  (e.g.,  disinfec- 
tants) that  must  be  removed 
from  the  device  before  using 
the  product  water  for  dialysis; 
and 

f.  Identification  of  fittings, 
when  necessary,  to  prevent 
improper  connections. 

4.  Who  installed  the  equipment? 

\\\\ 

\\  1 

\ 

5.  Are  complete  and  detailed  instruc- 
tions for  use  provided? 

COMMENTS 
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ni  ire  ti  nwc 

T  LJ 

wo 

M  /  A 

6.  Oo  you  consider  the  operating 
instructions  satisfactory?  Why? 

7.  Are  maintenance  instructions 
prov  i  ded? 

8.  Oo  you  consider  the  maintenance 
instructions  satisfactory?  If 
not,  why? 

9.  Are  warnings  and  contraindica- 
tions concerning  improper 
installation  or  use  provided? 

10.  Has  the  system  been  modified  or 
changed  to  adapt  to  your 
T  ac  1  i  i  ty  i 

ii  moo  1 1  i  eu  or  cnafiygQ,  wno  (naue 

the  change:  manufacturer,  con- 
sultant, staff  member  or  other? 

t — c-r 

T  \  

f 

ii.  wnat  type  (material  or  construc- 
tion) of  tubing  or  piping  carries 
the  water  from  the  purification 
system  to  the  dialysate  delivery 
system? 

\\\: 

\  \  \ 

\\  \ 

\\\ 

12.  Does  your  facility  have  contact 
with  the  water  department  which 
supplies  your  water? 

a    Does  the  water  department  contact 
your  facility  when  they  change 
the  chemical  composition  of  the 
water? 

b.  Ooes  the  water  department  contact 
your  facility  when  they  make  any 
changes  in  the  source  of  water? 

13. 

a.  How  is  regeneration  accom- 

nl  i  <;hpd? 

J  1   i  j  N  c  u  , 

b.  Who  is  responsiDle  for  checking 
to  see  that  it  is  done? 

\\\ 

\W 

\  \ 

\  \ 

\  \ 

\\\ 

\\\ 

\  \ 

L  \  \ 
\    \  \ 

QUESTIONS 


T4 
a 
o 


Is  the  equipment  disinfected? 
It  yes,  when?   


15 


Are  bacterial  counts  performed 
to  determine  the  quality  of 
purified  water? 


Are  the  total  number  of  viable 
bacteria  200/ml  or  less? 


How  often  are  counts  performed? 


Where  is  the  sample  site  for  the 
testing?  


d.  How  are  the  cultures  performed? 


16, 

a, 
b, 


Is  there  an  alarm  on  the 
conductivity  monitors? 

tested? 


Has 


How 


the  alarm 
often 


is  it 


been 
tested? 


What  are  the  acceptable  limits 
for  conductivity? 


What  happens  when  those  limits 
are  exceeded? 


17 


What  other  warning  and  alarm 
systems  are  included  in  the 
water  treatment  equipment? 


a.  How  are  these  checked? 


d.  How  often  are  they  checked? 


c.  What  are  the  acceptable  limits? 


d.  What  happens  when  the  alarm  is 
set  off? 


i — r 


1 


n-v 


QUESTIONS 


YES 


NO 


N/A 


Id 
a 

b 


Are  the  warning  and  alarm 
systems  cal ibrated  periodically? 


How  often  are  warning  and  alarm 
systems  calibrated?   

How  many  times  has  the  alarm 
system  been  activated  at  the 
appropriate  time?   


19. 
a, 


Have  you  had  any  alarm  failures 
(cases  where  an  alarm  or  warning 
signal  should  have  been  given 
but  was  not)? 


b.  If  yes,  explain. 


20, 
a, 


Is  chlorine/chloramine  removal 
by  carbon  filters  monitored? 
How  is  monitoring  performed? 


How  often  is  monitoring 
performed? 


21. 

a, 
b, 
c , 


Is  the  pH  of  the  water 

mon  i  tored?  

Where  is  the  water  sample  taken 

from?   

When  is  the  pH  moni  tored? 

What  are  the  1 imi ts  of 
acceptability?   


22.  What  if  any  pretreatment  of 
water  is  performed?   


23.  Regenerated  or  Reconstituted 
Devices:     (AAMI  3.2.3.3) 
a.  Are  all  of  the  components  of 
these  devices  disinfected  at 
the  time  of  regeneration  or 
reconsti  tution? 
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QUESTIONS 

YES 

NO 

N/A 

COMMENTS 

b.  Are  separate  processes  emoloyed 
to  ensure  no  intermixing  of 
devices  or  their  components 
between  devices  returned  from 
medical  or  potable  water  users 
and  devices  returned  from 
nonpotable  water  users? 

24.  Oeionization.     Is  there  an 
indicator  which  reveals  the 
status  of  the  deionization 
eq  ui  pment  ? 

25.  Are  other  analyses  performed  to 
determine  the  quality  of 
purified  water? 

a.  What  other  analyses  are 
performed? 

Is  the  Maximum 
Level ?  (mg/1 ) 

2  (0.1  mEq/1  ) 

YES 

NO 

N/A 

C  a  1  c  i  urn 

Maqnes  i  urn 

4  (0.3  mEq/1 ) 

Soai  urn 

70  (3  mEq/1) 

Potass  i urn 

8  (0.2  mEq/1 ) 

Pi uori de 

0.2 

Chi orine 

0.5 

Chi orami nes 

0.1 

Nitrate  (N) 

2 

Sulfate 

100 

Copper,  Barium,  Zinc 

each  0.1 

Al umi  num 

0.01 

Arsenic,  Lead,  Si  1 ver 

each  0.005 

Cadmi  urn 

0.001 

Chromi  urn 

0.014 

S el  en  i  urn 

0.09 

Mercury 

0.0002 

b.  How  often  are  they  performed? 
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QUESTIONS 

YES 

NO 

N/A 

26.  Oo  automated  water  treatment 
regeneration  devices  prevent 
excessive  levels  of  contaminants 
such  as  sodium  chloride  in 
product  water  during  regener- 
ation? (AAMI  3.2.3.8) 

27.  Oe ionization.    Is  the  final 

effluent  monitored  continuously 
to  produce  water  of  one  megohm- 
cm  or  greater  resistivity? 
(AAMI  3.2.3.4) 

a.  Is  the  resistivity  monitor  for 
the  tank  deionizer  temperature 
compensated? 

.  b.  If  not,  is  the  water  temperature 
maintained  at  25°C? 
(AAMI  3.2.3.4) 

c.  Has  the  system  been  shown  to 
not  produce  ni trosamines? 

d.  If  no,  is  feed  water  for  deion- 

ization  systems  pretreated  with 

activated  carbon  filtration? 

(AAMI  3.2.3.4) 
—   :  

28. 

a.  Reverse  Osmosis.    Is  system 
monitored  continuously  for 
performance  (salt  passage  rate)? 
(AAMI  3.2.3.5) 

b.  Is  the  conductivity  of  feed  and 
passage  water  monitored 
cont  i  nuous 1 y? 

29.  Carbon  Filter  Media.  Is 

exhausted  carbon  filter  media 
discarded  and  replaced  with 
new  media?    (AAMI  3.2.3.7) 

30.  Do  sediment  filters  have  an 
opaque  housing  or  other  means 
to  inhibit  proliferation  of 
algae?  (AAMI  3.2.3.6) 

— — »  ■  — —  

31 . 

a.  Is  water  purification  suosystem 
(.i.e.  piping,  storage  systems; 

d .  How  often? 

c.  What  agent  is  used? 

\W 

\  w 

\ 
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QUESTIONS 

rES 

■NO 

N/A 

*  d.  Are  there  dead  ends,  sharo 

uh  irh  nisi/  makp  adpauatp  di^in- 
fart'  i  nn  r\f  nininn  ^v^tpm^ 

impossible?    If  yes,  comment. 

\\\ 

\  • 

;\\ 

\\ 
\\\ 

\ : 

•    nave  jruu   riau   any   [jtuuicimo   w  i  un 
fh  i  c  pnninmpnt? 

Lfl  1  J     ~M         UIIICT'I  1*  • 

tAp  1  3  1  II  ,     II  jrei 

f 

33.  General  Safety  Requirements: 
(AAMI  3.4.1)  Does  each  device 
exhibit  the  following  minimum 

a.  Safe  configuration  which  will 
be  entered  in  the  event  of  a 
variable  excursion  outside  of 
control  limits; 

h     Mnnitnr*^   lorafad  and  nf  ^urh 

sensitivity  as  to  minimuze  the 
numoer  of  false  alarms  while 

adpmia. tpl  v  nrntpc t i na  thp 

patient; 

c.  Operating  controls  positioned 
so  as  to  minimize  inadvertent 
resetti  ng; 

d.  Monitor  design  so  that  the 
monitor  cannot  be  turned  off 

uih  i  1  a   tha   nafiont-          at"  ri^k 
nil  1  1  C    uric    [Ja  l  i  cm  l     i  j    a  i»    i  i  j  ^  , 

except  for  brief  necessary 
periods  of  manual  control  with 
the  operator  in  constant 
attendance; 

a      Aurli       a    3  1  armc    that    ^  r*  q    a  t" 

least  70  decibels  ("A"  scale) 
at  3  meters  and  which  cannot  be 
muted  for  more  than  180 
seconds;  and 

f.  Oesign  that  facilitates 
cleaning  so  as  to  minimize 
entrapment  of  Dlood  and  other 
contami nants . 
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QUESTIONS 

YES 

NO  N 

/A 

34.  Electrical  Safety  Requirements. 
The  following  requirements,  for 
electrical  safety  are  met  by 
each  device:  (AAMI  3.4.2) 

a.  An  electrical  ground  is  pro- 
vided whenever  necessary 
according  to  normally  accepted 
practice; 

b.  Metals  in  electrical  apparatus 
or  components  are  corrosion 
resistant  when  used  as  spe- 
cified or  in  accordance  with 
■normally  accepted  procedures; 

c.  Electrical  receptacles  are 
shielded  from  liquid  spills; 

d.  Elecrical  circuits  are  separate 
from  hydraulic  circuits  and 
adequately  isolated  from  fluid 
leaks; 

e.  Main  electrical  failure  to  a 
system  and  its  components  is 
indicated  by  an  audible  alarm. 

Dialysate  Delivery  System 

35.  What  dialysis  machines  are  used: 
a.  Type: 

\       .  V 

1 

\\\ 

ft 
l\ 

\ 

1 . 

2. 

3. 

b.  Manufacturer: 
1. 

2 . 

c.  How  old  is  the  equipment? 
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QUESTIONS 

YES  |    NO  |  N/A 

j  0  .    JcV  1  C6  rid'  ^  1  "y  j  .       ific    i  u  t  i  0  w  m  i  y 

information  is  affixed  to  the 

□e  VICS.     \  HW"  i    J  .  i  .  *♦  y 

T  rt  1 

■  

a.  Trade  name; 

k     MaHaI    5nH   can  5 1    numhar  • 
U.   riOue  1    anu   bef  idi    iiuiiiucr | 

c.  Name  and  address  of  manufac- 
turer; 

d.  Requirement  for  external  ground^ 
if  any  and; 

e.  Identification  of  controls  and 
di spl ays . 

37.  All  monitors  and  alarms  designee 
for  bedside  surveillance  are 
placed  so  that  all  controls  and 
displays  can  be  clearly  seen  by 
patients  lying  in  an  adjacent 
heri  r»r  hv  attpndina  npr^onnpl 

standing  at  the  bedside  or  both? 
(Vision  corrected  to 
20/20HAAMI3.3.6.1) 

38.  If  a  central  delivery  system  is 

iicaH    uhprp  i  c  hpatinn 

accompl i  shed? 

39.  Are  complete  and  detailed 

instructions  for  use  provided? 

Comments : 


QUESTIONS 


40.  Oo  you  consider  the  operating 
instructions  satisfactory?  If 
not,  why  not?  


YES 


YES  I  NO 
 TYPE"! 


CGMME.V 


YES 

NO 

N/A 

YES 

NO 

N/A 

TYPE  2 

TYPE  3 

41.  Are  warnings  and  contraindica- 
tions concerning  improper 
installation  or  use  prpvi ded? 


42.  Have  you  modified  or  changed 
the  equipment  to  adapt  it  to 

your  f ac  i  1  i  ty?  ^  

a.  If  modified/  who  made  the 
modifications  (person's  title 
and  employer)?   


b.  When  were  changes  or  modifica- 
tions  made?    ' 

c.  What  changes  or  modifications 


were  made? 


\  \  \ 


43.  Who  is  the  manufacturer  of  the 
dialysate  concentrate?   


44.  What  is  the  chemical  compositioi 
of  the  dialysate  concentrate 
which  is  used? 
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QUESTIONS 

YES 

NO 

N/A 

COMMENTS 

45.  Who  is  responsiDle  for  adding 
the  concentrate? 

\  s 

V 

\  \  \ 

\  \ 

\  \ 

\\\ 

\  \  v 

46. 

a.  How  is  dialysate  concentration 
and  conductivity  measured? 

\  \ 

b.  How  often  is  it  measured? 

c.  What  are  tne  limits  for  accep- 
tability of  the  concentration 
and  conductivity? 

\\ 

\  \ 

n\ 

\\ 

47.  Have  you  had  any  problems  with 
the  concentrate?    If  yes, 
comment . 

48.  Have  you  had  any  problems  with 
the  dialysate  concentration?  If 
yes  comment. 

49.  . 

a.  Who  is  responsible  for  cleaning 
and  disinfecting  the  dialysis 
machines? 

1 

\  \ 

\ 

1 

1 

b.  What  agent(s)  is/are  used? 

c.  What  concentration  of  agent(s) 
is  used? 

d.  How  long  is  the  agent  left  in 
contact  with  the  equipment?   

e.  What  testing  is  performed  to 
ensure  the  complete  removal 
of  disinfectant  prior  to  use 
of  the  equipment? 

QUESTIONS 

YES 

NO 

N/A 
\f  — r- 

comments 

i.    nuw   j  i  Lc'i    'j    tiic   c^u  i  ^'icii  l 

tested? 

\v 

\  \  \ 

Hi" 

h.  How  often  is  the  dialysate 
tested? 

rrr 

w 

\\\ 

\. 

i.  Are  microbial  counts  of  the 

rliilv<;ato  lac?   than  POflfl/ml  ? 

(AAMI  3.2.1.2.) 

50.  Temperature  Monitor. 
CAAMT  1  1  fi  2 } 

NO 

N/A 

yes 

NO 

N/A 

YES  I  NO 

N/A 

type  l 

TYPE  2 

Type  3 

a.  Is  the  temperature  of  the 
dialysate  measured  on  line? 

b.  Where  is  the  temperature  of  the 

Hi^lv^^tfl  mp  a  c  ij  rod? 

U  1  Q  1  Jf  J  (3     C      11  ~  u  -J  U  I  • 

c.  What  are  the  limits  for  the 
temperature? 

d.  Are  temperature  readings  in 
centigrade? 

Comments : 


QUESTIONS 

NO 

N/A 

Y£S 

NO 

N/A 

YES 

NO 

N/A 

51.  Temperature  Alarm  (AAMI  3.3.6.2) 
a.  Is  there  an  alarm  or  warning 
signal  which  warns  of  tempera- 
tures which  are  outside  of 
acceptable  limits  (dialysate 
<42°C.-)? 

TYPE  1 

TYPE  2 

TYPE  3 

b.  Has  the  alarm  or  warning  signal 
been  tested? 

c.  What  are  the  acceptable  limits? 

d.  What  happens  when  the  alarm  is 
set  off? 

Comments : 
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QUESTIONS  YES 

^0  N/A 

52.  Have  you  had  any  alarm  failures 
(i.e.  any  cases  where  the  alarm 
or  warning  signal  should  have 
been  qiven  but  was  not)? 

53.  Have  there  been  cases  when  the 
alarm  or  warning  signal  was 
given  but  should  not  have  been 
given? 

54.  How  is  the  dialysate  flow  \\\\ 
rate  control  led?                          \  \  \  \ 

 \\\a 

i 

55.  In  systems  which  are  capable  of 
manipulating  dialysate  pressure 
for  control  of  ultrafiltration, 
is  the  dialysate  circuit  pres- 
sure monitored?(AAMI  3.3.6.3) 

a.  Who  sets  the  dialysate  pressure?  \ \  \  \ 

b.  What  are  the  limits  for              \\y  \ 
acceptabil ity?                          \  \ \  i  \ 

c.  Where  is  the  pressure 

monitored?                                 \  \ \  \ 
.        , ,        .                            \  LL.L.L 

\\\\\ 

\  AW 
j  ..11.  j 

d.  Is  monitor  tested  for  accuracy? 

e.  If  tested,  is  monitor  accuracy 

+  20  mmhg  or  +  10%  0f  the 
reading,  whichever  is  greater? 
(AAMI  3.3.6.3) 

56.  Is  there  an  alarm  system  which 
warns  of  unacceptable  dialysate 
circuit  pressure  both  two  high 
and  two  low?    (AAMI  3.3.6.3) 

a.  Does  alarm  system  activate 

audible  and  visual  indicators  of 
the  alarm  condition? 

b.  Are  alarms  manually  adjustaole     \\\  \  \ 
by  the  operator  or  factory  pre-  \  \  \\\  \ 

\\\\ 

WW 

v\\\ 

c.  Are  manually  adjustable  alarms 
easily  set  and  understood? 

d.  Has  the  alarm  system  oeen 
tested? 

e.  How  often  is  it  tested?              {  \  \  \  \ 

\\\\ 

\\\\\ 

f.  Has  there  been  any  alarm 
fa  i 1 ures  ? 

QUESTIONS 


•  14- 

/ES      NO  N/A 


Does  the  dialysate  delivery 
system  have  a  Dlood  leak 
detector  which  warns  of  a  olood 
leak  into  the  dialysate? 


a.  Is  there  an  alarm  system 
attached  to  the  Dlood  leak 
detector? 


b.  Has  the  alarm  been  tested? 


c .  How  is  the  threshold  level  of 
the  detector  chosen? 


d.  Who  is  responsiole  tor  setting 
the  threshold? 


Extracoporeal  Blood  Circuit 


58.  Who  is  responsible  for  accessini 
the  patients'  circulation? 


59 


Who  is  the  manufacturer  of 
the  needles? 


W 
a 

b 
c 


Are  -single  needle  systems  in 
use? 


How  many  are  used? 
Have  you  experienced  any 
problems  with  the  use  of  these 
needl es? 


5L 
a 


What  blood  tubings  and  access- 
ories are  in  use? 


Who  is  the  manufacturer  of  the 
blood  tubing  and  accessories 
in  use? 


Have  you  had  any  prod  ems  with 
the  blood  tubing  and 
assessories?  If  yes,  comment. 


Have  you  had  cases  where  the 
blood  tubing  connectors  are 

i  nappropr i  ate? 


i  i  i  a  \J  \J  <  i    i  a  U  c  • 

Have  you  had  any  leaks  in 
components  or  fittings? 


Vr 


\  \ 


QUESTIONS 


YES 


k< urn  id 


62. 
a . 

r  b. 


Have,  latex  sample  sleeves  r'ailec 
to  reseal  following  punctures 
with  hypodermic  needles? 
Do  manufacturers '  instruct 
place  restrictions 
needle  size  to  be 


ions 


on  the 
used? 


63.  Do  you  reuse  blood  tubings  and 
accessories? 


64. 


b. 


h. 


a.  What  disinfectant  is  used? 


b.  How  long  is  the  disinfectant  in 
■contact  with  the  tubings  or 
accessories? 


c.  Who  is  responsiole  for  this 
reuse  procedure? 


d.  Have  you  had  any  proDlems  with 
the  practice?  If  yes,  comment. 


Blood  Circuit  Pressure  Monitor. 
( AAMI  3.3.6.5) 
a.  How  is  blood  circuit  pressure 
monitored? 


Is  blood  circuit  pressure 
monitored  in  the  blood  circuit 
distal  to  the  dialyzer?  


c.  Is  there  an  alarm  which  warns 
of  unacceptable  pressures  both 
high  and  low?  

d.  Is  the  alarm  tested? 

e.  How  often  is  testing  performed? 


f.  Is  the  alarm  caliorated? 


g.  How  often  is  it  calibrated? 


Do  pressures  outside  of  the 
alarm  limits  shut  off  the  olood 
pump  (if  used)  and  activate 
audiole  and  visiDle  alarms? 
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QUESTIONS 


YES 


NO  I  N/A  I 


iOMMEN  T: 


65.  What  air/form  detectors  are  in 
use? 


a.  Who  is  the  manufacturer  of  the 
detector? 


b.  Are  manufacturers'  operational 
guidelines  adequate? 


57 
a 


Does  the  detector  initiate  both 
audible  and  visual  alarms? 
(AAMI  3.3.6.3) 


Does  an  alarm  condition  or  loss 
of  power  to  the  detector  cause 
an  integral  or  external  blood 
pump  to  be  turned  off  and  cause 
the  occlusion  of  the  venous  line 
distal  to  the  point  of 
mpn  i  tor i  ng? 


Is  a  means  provided  for  manual 
release  of  the  venous  clamp  to 
allow  for  return  of  blood  in 
emergency  s  i  tuations? 


If  the  detector  has  not  been 
activated  and  the  system  is 
Deing  operated  in  a  mode  where 
the  patient  is  at  risk,  do  ooth 
audiole  and  visual  indicators 
alert  the  operator  that  the  air 
detector  is  not  activated? 
(AAMI  3.3.6.8) 


66.  Air/foam  detectors: 
a.  Is  the  sensitivity  of  the  air/ 
foam  detector  measured? 


b.  How  often? 

c .  Have  you  had  any  problems  with 
the  detector?  If  yes,  comment. 


n 


Are  there 

IV  fluids 
after  the 


any  occasions  where 
are  administered 
air/foam  detector? 


b.  When? 


11 


\\\ 


53H 


63.  Are  glass  bottles  used  to 
administer  IV  fluids? 
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QUESTIONS 


YES      NO  N/A 


iOMMENT: 


69.  Are 


?red 


Defore  or  after  the  blood  pump? 


70. 


b. 


a. 


Disinfection  Protection. 
(AAMI  3.3.6.9) 
Ooes  activation  of  the  disinfec- 
tion system  of  the  dialysate 
circuit  during  dialysis  result 
in  an  alarm  visiole  to  the 
patient?  


Is  it  impossible  for  the 
to  be  dialyzed  while  the 
is  in  the  disinfection/ 
sanitation  mode? 


patient 
system 


71.  What  infusion  pumps  for  anti- 
coagulation are  in  use?   


Who  is  the  manufacturer 
the  pumps? 


"bT 


Are  the  manufacturer's  opera- 
tional  and  maintenance 
guidelines  adequate? 


c.  Are  you  satisfied  with  the 
performance  of  the  infusion 
pump?    If  no,  comment.   


d.  Who  is  responsible  for  the 
operation  and  maintenance  of 
the  equipment?   


72.  Is  heparin  added  before  or 
after  ,  the  blood  pump?  


73.  Who  is  responsible  for  assuring 
that  the  prescribed  amount  of 
heparin  is  delivered  to  the 
extracorporeal  circulation?   


74.  Have  you  experienced  any 
proolems  with  the  equipment 
in  use?    If  yes,  explain. 


 QUESTIONS  

75.  Have  you  had  any  cases  where 
the  connectors  do  not  fit 
together  properly?  


76.  What  blood  pumps  are  in  use? 

A.   

8. 


77.  Who  is  the  manufacturer? 

A.   

B. 


78.  Who  is  responsible  for  its 
operation?   


79.  How  is  the  speed  of  the  blood 
pump  set? 

A.   

B. 


YES 


N/A 


80.  Who  is  responsible  for  setting 
the  speed?   


81.  Are  the  rotating  parts  of  the 

pump  shielded  from  the  operator 
 by  a  safety  cover?  


82.  Are  the  electrical  components 
of  the  blood  pumps  shielded 

from  spills?  

a .  Are  the  pumps  designed  for 

operation  with  different  segment 
diameters  or  with  single/dual 
segments? 


If  yes,  does  the  blood  flow 
rate  display  reflect  the  choice 
of  segment?  


NO 
TYpT~A 


~N7A 


KIEV 


YES 

NO 

N/A 

TYPE  B 

-19- 


QUESTIONS 

YESY 

NO 

N/A 

33 . 

VDC  2 

a.  Do  you  consider  the  operating 
instructions  satisfactory? 

- 

b.  Why? 


YES 

NO 

N/A 

84. 

a.  Is  a  means  provided  for  manual 
operation  of  the  blood  pump? 

o.  What  I 

means  is   

provided?   


35.  Are  warnings  and  contra- 
indications concerning  improper 
installation  or  use  provided? 


Comments : 


QUESTIONS 


YES 


NO 


N/A 


COMMENTS 


86.  Are  you  satisfied  with  the 
performance  of  the  equipment? 
If  no,  comment.   


37.  Have  you  experienced  any 

problems  with  the  blood  pumps? 
If  no,  comment.   


n i  ic c  t  t  nw"s 
(JUt  j  1  1  UN  J 

YFS 

1  L  -J 

NO 

N/A 

88.  General  Safety  Requirements  of 
Extracoporeal  Blood  Circuit 
(AAMI  3.4.1)    Ooes  each  device 
exhibit  the  following  minimum 
safety  features: 

a.  Safe  configuration  which  will  be 
entered  in  the  event  of  a 
variable  excursion  outside  of 
control  limits; 

b.  monitors  located  and  of  such 

c  arte  l  f  l        h  w     ac     hr\    minimi  T£i  fUo 
bcMb  i  t  i  v  i  ty    ab     CQ    111  1  N  llll  1  Z<Z  v-MC 

number  of  false  alarms  while 
adequately  protecting  the 
patient; 

c.  operating  controls  positioned  sc 
as  to  minimize  inadvertent 
resect i ng , 

d.  monitor  design  so  that  the  moni- 
tor  cannot  tig  uisauieu  wniie  t  n  t 
patient  is  at  risk,  except  for 
brief  necessary  periods  of 

manual    rrtrt  trnl    uiifH    t*  h  a    r\r\&r*  a  t1  r\f 

in  constant  attendance; 

e.  audible  alarms  which  cannot  be 
muted  for  more  than  180  seconds; 

f.  design  that  faciliates  cleaning 

SO  as   to  in  i  ri  i in  i  zs  gn  tr aping"  t  or 

blood  and  other  contaminants. 

89.  Electrical  Safety  Requirements. 
^AAnl  i.'+.c.)     ine  roil  owing 
requirements  for  electrical 
safety  are  met  by  each  device: 

b.  An  electrical  ground  is  pro- 
vided whenever  necessary 
accoroing  to  normal ly  acceptea 
practice; 

c.  ne ta i s  in  eiectricai  apparatus 
or  components  are  corrosion 
resistant  when  used  as  spe- 
cified or  in  accordance  with 

normal  1  \t    a/"/*Art^aH    n^^PQ^illvciC  • 

n  o  rma  i  iy  acceptgu  pr  oi.  g  uu  r  ci , 

d.  Electrical  receptacles  are 
shielded  from  liquid  spills; 

e.  Elecrical  circuits  are  separate 

f  r*  r\(n    hv/riiraiil  i  r    r  i  f  p  1 1 1  f  ^    a  n  (i 

adequately  isolated  from  fluid 
1 eaks ; 

f.  Main  electrical  failure  to  a 
system  and  its  components  is 
indicated  by  an  audible  alarm. 
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D'i  alyzers 


QUESTIONS 


90.  What  type(s)  of  dialyzers 
is/are  in  use?   

A. 


7ET 


C." 
0." 

E.  " 

F.  " 


91.  Who  is  the  manufacturer? 

A.  

B. 
C. 
D. 
£. 
F. 


92.  Who  is  responsible  for  their 
operation?     


93.  Who  is  responsible  for  their 
maintenance? 


94.  Are  complete  and  detailed 

instructions  for  use  provided? 


95.  Do  you  consider  the  operating 

instructions  satisfactory: 
A.  for  Type  A?   


B.  for  Type  B? 


C.  for  Type  C? 


NO  I  N/A 


;0MMENTS 


(If  no,  comment) 


0.  for  Type  D? 


E .  for  Type  E? 


F .  for  Type  F? 


■22 


QUEST  IONS 


YES  I    NO  I  N/a 


COMMENTS 


96.  How  are  the  dialyzers  packed 

when  initially  received? 

A.  Type  A   

B-  Type  B 

C  Type  C 

D.  Type  D  ~ 

E.  Type  E 

F.  Type  F 


97.  Have  you  had  any  problem  with 
the  dialyzers  which  were  cause 
by  the  packing?  

98.  Have  you  had  any  cases  of  blood 
membrane  interactions?  i.e., 
platelet,  WBC,  or  fibrin  dis- 
position or  activation  of 
complement  cascade)?    If  yes, 
comment . 


99.  Are  you  satified  with  the  per- 
formance of  the  dialyzer?  If 
no,  comment.   


100.  Who  is  responsible  for  monitor 
ing  dialyzer  performance? 


101.  Have  you  had  any  cases  of 
npnfitting  connections? 


QUESTIONS 


YES 


COMMENTS 


IC2.  a 


Do  you  practice  dialyzer 
reuse? 


If  so,  who  is  responsiole 
for  the  operation,  disin- 
fection and  maintenance  of 
the  reuse  equipment? 


c .  How  long  have  you  been 
practicing  reuse?   


103.  a.  Do  you  practice  manual  or 
automated  reuse? 


b.  How  are  the  dialyzers  rinsed 
out? 


104.  a.  What  disinfecting  agent  do 
you  use  in  the  reprocessing 
of  dialyzers?   


How  long  does  the  disinfec- 
tant  stay  in  contact  with  the 
dialyzer?  ■  


What  concentration  of 
disinfectant  is  used? 


d. 


Are  you  using  bleach  in 
aspect  of  your  reused 
procedures?  


any 


105.  Is  treated  or  raw  water  used  in 
the  reprocessing  of  dialyzers? 


106.  a 


Is  testing  performed  after 
processing  to  ensure  that 
disinfectant  was  in  contact 
with  the  dialyzer? 


If  disinfectant  is  not  found 
is  the  reprocessing  repeated 
prior  to  reuse?  


QUESTIONS 


YES 


c~mmev 


Are  there  testing  procedures  to 
assure  removal  of  the 
disinfectant  from  the  dialyzer? 
How  often  is  testing 
performed?   


108.  a.  Do  quality  control  measures 

include:  cell  volume?  

ul traf i 1 tration 


clearance  measurements 


Identify  the  testing  and  the 
criteria  for  acceptaDi 1 i ty: 


Testing 


Cri  ter i  a 


c.  How  often  are  these 
parameters  tested? 


109.  Do  reprocessing  records  include: 

a.  who  did  reprocessing?  

~  date  treated. 
c.  date  of  reuse? 


110.  a.  Are  there  criteria  for  any 
dialyzers  that  are  not  to 
be  used? 


b.  What  are  the  criteria? 


111.  When  components  of  the  dialyzer 
circuits  are  removed  for 
reprocessing  procedures,  are 
they  reattached  to  the  same 

 dialyzers?  

112.  Have  you  had  any  problems  with 
your  reuse  program?    If  yes, 
comment . 
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QUESTIONS 

YES 

^0  N/A 

113.  Are  you  satisfied  with  yojr 

reuse  program?    If  no,  comment. 

114.  Have  you  had  any  hypersensa- 
tivity  reactions? 

a.  If  yes,  were  they  mild, 
moderate,  or  severe 
reactions? 

b.  If  yes,  did  the  reactions 
occur  while  a  new  or  a  reusec 
dialyzer  was  being  used? 

115.  Have  you  had  any  incidences  of 
pyrogenic  reactions? 

a.  If  yes,  were  they  mild, 
moderate,  or  severe 
reactions? 

w 

\ 

b.  1^  yes,  did  the  reactions 
occur  while  a  new  or  a  reusec 
dialyzer  was  being  used? 

\\ 

116.  Have  you  changed  dialyzer  manu- 
facturers in  the  past  two  years? 

If  yes,  why? 

1 

— 1  

^ 

B.  MANUFACTURER'S  INFORMATION 


QUESTIONS    f         t-.    r,  „  V 

YES  1    NO  1  N/A 

YES  I    NO  1  N/A 

Do  instructions  for  use  include: 

(AAMI  3.1.2.2  &  3.1.3.2) 

a.  Requirements  for  utilities, 

pressure,  and  drain  size  or 

u  a  (J  ai  i  c  jr  | 

TYPE  A 

TYPE  3 

d.  A  list  of  accessories 

nmvidpd  bv  thp  manuf art nror 

of  the  system  that  may  be 
used  with  the  power  provided 
t>y  the  apparatus; 

c.  Total  availaDle  power  in  volts 
and  amps  of  accessory  outlets; 

d.  Physical  dimensions  and 
wpiaht  of  the  pauiompnt- 

e.  Environmental  conditions, 

such  as  temperature,  humidity, 
light,  noise,  or  atmospheric 
pressure,  necessary  for 
operating  the  equipment  or 
known  to  be  detrimental  to 
equipment  function; 

f.  A  description,  where  approp- 
riate, of  the  equipment, 
including  a  list  of  monitors, 
alarms,  and  component  devices 
provided  as  standard 
equi  pment; 

g.  Safety  features  and  warnings 
concerning  the  consequences 
if  thpsp  fpaturps  arp 
c i  rr umvpn t  pd  • 

h.  Information  about  chemicals 
^hirh  srp  known  to  bp  incom- 
patible  with  materials  used 
in  the  device; 

i.  instructions  for  unpacking 
and  initial  inspection; 

j .  set-up  checkl ist? 

k.  pre-use  testing  and 
cal i  bration? 

1.  specifications  such  as  required 
input  water  temperature  and 
pressure,  pressure  of  product 
water  at  various  flow  rates, 
and  maximum  output  of  product 
water? 
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QUESTIONS 

YES 

NO  |  N/A 

j  YES  |    NO  |  N/A 

naforialc  nf  rnns true t i n n 
i  riant*  i  f  i  oH  npnprirallv  that 
r  n  n  t  a  r  t  w^f pt? 

TYPE  A 

TYPE  3 

mnnprf  inn^   fn  nthpr  pnui nmpnt^ 

i  rt  i  1 1  at  i  nn   nf   ti^P  with  ^nnrn- 

priate  adjustment  of  monitors, 

alarms     and  rnntrnl^? 

Q  1  Ul  III  J  |       dlfVJ      ^U"  l«l   V  1  J  • 

operational  adjustments? 

alarm  procedures? 

di scont i nut i on  of  use? 

shut-down? 

clean-up  and  sterilization 
procedures  ? 

Soecified  water  suddIv  or 
operating  conditions  that  may 
cause  the  device  to  fail; 

Expected  degree  of  removal  for 
chemical  contaminants  after 
purification  of  specified 
input  water; 

In  the  case  of  systems  whose 
product  water  quality  varies 
with  the  input  water  quality, 
warnings  that  actual  product 
water  quality  may  vary 
substantially  from  the  value 
for  specified  input  water, 
that  the  expected  results  for 
the  user's  water  can  only  be 
verified  on  the  basis  of  ana- 
lysis of  the  user's  water, 
that  the  recommended  device(s) 
is/are  a  minimum  system  based 
on  water  quality  at  the  time 
of  analysis  of  the  user's 
water,  and  that  the 
appropriate  water  authority 
should  be  consulted  regarding 
variations  in  input  water  that 
may  cause  the  output  water  to 
exceed  the  1 imi ts ; 

In  the  care  of  activated  car- 
bon filters,  a  warning  that 
exhausted  or  contaminated  car- 
oon  should  be  discarded; 

QUESTIONS 

-3- 
YES  |  NO 

|  N/A  | 

y.  Warnings  that  selection  of 
water  equipment  for  dialysis 
is  the  respons i bl i 1 i ty  of  the 
dialysis  physician  and  that 
product  water  should  be  tested 
periodical ly; 

TY3E  A 

z.  Typical  life  of  components 
that  are  nondurable  or  require 
periodic  regeneration  or 
reconsti tution  and  a  statement 
that  information  on  expected 
component  life  relative  to 
the  user's  feed  water  is 
available  upon  request; 

aa.  A  statement  that  separate  pro- 
cesses were  used  to  avoid 
intermixing  of  regenerated  or 
reconstituted  devices 
returned  from  medical  or 
potable  water  users  and  devi- 
ces returned  from  process  or 
nonpotable  water  users,  as 
well  as  a  description  of  the 
method  used; 

bD.  Information  about  chemicals 
known  to  be  incompatible  with 
materials  used  in  the  device; 

cc.  Information  pertaining  to  on- 
line monitors  of  water 
quality,  including  operational 
factors  that  may  affect  moni- 
tor performance,  e.g.,  tem- 
perature; 

dd.  For  automatic  water  treatment 
regeneration  devices,  iden- 
tification of  the  mechanism 
that  prevents  excessive  levels 
of  contaminants  in  product 
watgr  during  regeneration; 

ee.  Conditions  and  procedures  for 
storage; 

ff.  Warnings  and  precautions  about 
known  adverse  effects  from 
improper  installation  or  use; 

gg.  A  statement  that  information 
about  the  limits  of  perfor- 
mance specifications  is 
available  on  request. 

I  YES  |    NO  |  N/A 


COMMENTS 
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QUESTIONS    1  YES  I    NQ  I  N/A  I     I  ''£5  '    NO  :  '.'/A 


include:  (AAMI  3.1.3.2) 
a.  preventive  maintenance? 

TYPE  A 

b.  recommended  intervals  for 
maintenance? 

c.  troubleshooting  guidelines? 

d.  illustrations  and  service 
information? 

e.  repair  procedures? 

f .  parts  lists? 

g.  schematic  electrical  and 
hydraulic  circuit  drawings? 

Dialysate  Delivery  System 

YES 

NO  N/A 

YES 

NO 

N/A 

YES 

NO  j  N/A 

3.    Product  Literature.    Do  instruc- 
tions for  use  include:  (AAMI 
3.1.2.2  and  3.1.4.2) 

TYPE  A 

T 

YPE  B 

TYPE  C 

a.  Requirements  for  utilities,  such 
as  electrical  power,  water 
pressure,  and  drain  size  or 
capaci  ty; 

b.  A  list  of  accessories  provided 
by  the  manufacturer  of  the 
system  that  may  be  used  with  the 
power  provided  by  the  apparatus; 

c.  Total  available  power  in  volts 
and  amps  of  accessory  outlets; 

d.  Physical  dimensions  and  weight 
of  the  equipment; 

e.  Environmental  conditions,  such 
as  temperature,  humidity,  light, 
noise,  or  atmospheric  pressure, 
necessary  for  operating  the 
equipment  or  known  to  be  detri- 
mental to  equipment  function; 

f.  A  description,  where 

appropriate,  of  the  equipment, 
including  a  list  of  monitors, 
alarms,  and  component  devices 
provided  as  standard  equipment; 

 ' 

g.  Safety  features  and  warnings 
concerning  the  consequences  if 
these  features  are  circumvented; 

 i 

h.  Information  about  chemicals 
which  are  known  to  De  incom- 
patible with  materials  used  in 
the  device; 

j 
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01  lF"\  T  T  Pin's 

YES  |    NO  |  N/A 

i.  Installation  dnd  start-up  proce- 
dures expected  of  the  user, 
incl uding: 

(1)  instructions  for  unpacking, 

TYPE  A 

(2)  initial  inspection, 

(3)  start-up  check  list, 

(4)  assembly^ 

(5)  testing,  and  calibration  or 
aajustmenLS  or  monitors,  alarms, 
an □  con  cro i s , 

j.  Detailed  instructions  for  jse, 

1  il  L  1  uu  my  . 

(1)  cal ibration, 

(2)  connections  to  other 
equipment, 

nnara  t  l  nrtal     a  H  i  tic  tmon  f  C  anr 
\  j  1    upc'  a  L  I  uu  a  i    aujuouiiciiLi,    a  1 1  L 

(4)  operation  and  meaning  of 
al arms ; 

1^      Drororliiroc    ^r\r*    ri i  < p on  1*  i  n 1 1  i  n n 

use,  including  shutdown,  Clean- 
ing    anH  ctorili7sHnn  nr 

U  1  3  Mil  Cv*  U  1  U'l  , 

1.  Maintenance  and  service 

i  n  ^  t"  r  iir  t  i  nn  s  inrludino" 

(1)  preventive  maintenance, 

(2)  trouble-shooting  guidelines 
intended  for  the  user, 

(3)  service  information,  ^nd 

list; 

in.   r\cpa  > '    pruLcuuicj,    par         i  i  j^j  , 

and  schematic  electrical  and 
hydraulic  drawings,  or  a  state- 
menu  Lnat  tnese  i  tenia  are 
avai 1  able  on  request; 

n.  Conditions  and  procedures  tor 
storage; 

0.  warnings  anu  precautions  auuui 
known  adverse  effects  from 
improper  installation  or  use; 

p.  A  statement  that  information 
about  the  limits  of  performance 

c  nor  i  f  i  r  a  t  i  nns    i^    available  on 

request; 

q.  A  list  of  the  monitors  that  are 
included  with  the  system  and  a 
warning  that  operation  of  the 
system  without  these  monitors  is 
hazardous ; 
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QUESTIONS                           1  YES  |    NO  j  N/A 

TYPE  A 

Procedures  to  minimize  oac- 
terial  growth  in  the  fluid 
pathway; 

A  warning  that  the  monitor  of 
the  dialysate  concentration 
should  be  checked  with  an  inde- 
pendent method; 

The  accuracy  and  sensitivity  of 
mon  i  tors ; 

The  preset  monitor  limits; 

The  need  for  isolation  of  blood 
circuit  pressure  monitors  from 
the  Dlood  to  prevent  con- 
tamination of  the  monitor  with 
microorganisms  and  a  recom- 
mended means  of  accomplishing 

in  1  S , 

The  time  delay  from  the 
occurrence  of  a  blood  leak  at 
the  rate  of  0.35  ml/min  at  a 
hematocrit  of  25  (0.25),  to  the 
initiation  of  a  blood  leak 
alarm  (over  the  range  of  dialy- 
sate flow  rates); 

Whether  dialysate  pressure 
monitors  measure  inlet,  outlet, 
or  mean  pressure,  typical  line 
pressure  drop  at  a  standard  flov* 

^  r>  M          c  V  i  f  am  ant"     that  f 

race;  ana  a  suaceinenL  i-nau  une 
actual  pressure  at  the  dialyzer 
may  differ  from  that  indicated 
by  the  monitor,  depending  upon 
the  relative  height  difference 
between  the  dialyzer  and  the 
monitor  transoucer  ana  on  mow 
in  the  dialysate  1 ines; 

Whether  transmembrane  pressure 
monitors,  if  provided,  measure 
inlet,  outlet,  or  mean  pressure 
of  the  inlet  and  outlet  on  the 

hi  nnfi    inH/nr    rl  1  ;»  1       A  f  P    ^  i  dPS  nf 

the  dialyzer; 

In  the  case  of  batch  systems  not 
equipped  with  concentration 
monitors,  a  warning  that  the 
dialysate  concentration  should 
be  checked  before  beginning 
di  al ys  i  s  ; 
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QUESTIONS                           1  YES  1  NO 

N/A 

TV  [JU  A 

aa.  Generic  identification  of 
materials  of  construction  in 
contact  with  reagents  for  dialy- 
sate,  final  dialysate,  or  other- 
wise in  the  fluid  pathway; 

bb.  Where  air  embolism  protection  is 
a  feature  of  the  device: 
(1)  a  statement  of  the  sensi- 
tivity of  the  device  to  air 
and  foam, 

(2)  a  statement  that  details  of 
the  test  method  are  available 
on  request? 

(3)  sensitivity  specified  for 
both  air  in  blood  and  air  in 
saline, 

(4)  the  sensitivity  specifica- 
tion states  the  maximum 
undetected  flow  rate  of  air; 

cc.  Alarm  adjustment  strategy  to  be 
used  by  the  operator  to  maximize 
the  probability  of  detecting  a 
blood  leak  in  the  extracorporeal 
circuit;  and 

dd.  If  appropriate,  a  warning  that 
hemolysis  may  occur  in  the 
dialyzer  in  the  event  of  certain 
malfunctions,  such  as  excess 
temperature  or  hypotonic  dialy- 
sate, and  that  hemolyzed  blood 
should  not  be  returned  to  the 
patient . 

Comments : 


YES  1  NO  |  N/A  |  [YES  I  NO  I  N/A  | 
 rvor  5        f   ^/gr   f 
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QUESTIONS 

YES  |    NO  |  N/A 

Does  the  laoel  on  the  con- 
centrate container  provide  the 
following  minimum  information: 
(AAMI  3.1.3) 

Name  and  address  of  the 
manufacturer ; 

Date  of  manufacture; 

Identifying  lot  number; 

Composition,  including  the 
metric  weight  of  each 
ingredient; 

For  batch  systems,  the  volumes 
of  dialysis  concentrate  and 
water  that  shall  be  mixed; 

For  proportioning  systems,  the 
ratio  of  dialysis  concentrate 
and  water  that  shall  De  mixed; 

Composition  of  the  diluted  solu- 
tion, including: 
(1)  nominal  measured  conduc- 
tivity in  millisiemens  (ms)  or 
millimhos  per  centimeter 
(mmhos/cm)  at  25°C 

(2)  concentration  of  each 
electrolyte  in  the  diluted  solu- 
tion in  mil  1 iequivalents  per 
1 i  ter  (meq/1 ) 

(3)  concentration  of  nonelectro- 
lytes  in  the  diluted  solution  in 
milligrams  per  deciliter  (mg/dl ) 

Fill  volume  of  the  container; 

Trade  name  of  the  product. 

Aqueous  Concentrate.  Label 
includes:  (AAMI  3.1.1.1) 

manufacturer's  recommended 
storage  temperature  range; 

instructions  to  mix  thoroughly 
prior  to  use; 

instructions  for  determining 
whether  precipitate  has  been 
adequately  reconstituted; 

instructions  not  to  use  damaged 
conta  i  ners ; 

YES  I    NO  I  N/A 


COMMENTS 


d. 


f . 


5. 


b. 


d. 


QUESTIONS 

YES  |    NO  |  N/A 

YES  I    NO  |  N/A 

COMMENTS 

e.  if  Dicarbonate  is  used,  a 
warning  noting  that  bacterial 
growth  may  occur  in  concentratec 
bicarbonate  solutions  and 
storage  time  should  be  deter- 
mined by  the  user;  and 

tv or  g 

f.  means  for  user  to  readily 
distinguish  between  solutions 
when  more  than  one  are  used 
together  to  produce  dialysate. 

6.    Dry  Concentrate.    The  laoel 
includes:  (AAMl  3.1.1.2) 

a.  instructions  to  avoid  excessive 
temperature;  and 

b.  keep  container  tightly  sealed 
until  use. 

Extracoporeal  Blood  Circuit 


7.    Blood  Pump.    Do  instructions  for 

use  include: 
a.  details  of  the  calibration 
technique  used  by  the  manufac- 
turers to  convert  speed  to 
flow  rate?r 

b.  special  features  of  the  pump? 

c.  tubing  characteristics 

necessary  for  safe  and  effective 
operation? 

d.  procedure  and  appropriate 
schedules  for  calibrating  and 
testing  pump? 

e.  procedure  for  discontinuing  use?! 

8.    Are  warnings  and  contra- 
indications concerning  improper 
installation  or  use  provided? 

Comments : 
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QUESTIONS 

rES 

NO  |  N/A 

Dm  1  vze^s 

TYPE  A 

*9.    Oo  instructions  for  use  include: 
a.  all  materials  used  in  the 
construction  of  the  dialyzers 
that  contact  blood  or  dialysate? 

b.  set-up  checklist,  including 
unpacking  and  inspecting? 

c.  warnings  and  contraindications 
concerning  improper  installation 
or  use? 

d.  connections  to  other  equi pment? 

e.  initiation  of  use;  preuse 
testing  if  appropriate? 

f.  priming^? 

g.  operational  adjustments? 

h.  procedures  to  be  followed  if 
the  dialyzer  fails? 

i .  reuse  procedures? 

j.  discontinuation  of  use? 

k.  shut-down? 

1.  clean-up  and  sterilization 
procedures? 

m.  procedures  for  storage  between 
uses? 

T 

YPE  0 

10.    Oo  instructions  for  use  include: 
a.  all  materials  used  in  the 
construction  of  the  dialyzers 
that  contact  blood  or  dialysate? 

b.  set-up  checklist,  including 
unpacking  and  inspecting? 

c.  warnings  and  contraindications 
concerning  improper  installation 
or  use? 

d.  connections  to  other  equipment? 

e.  initiation  of  use;  preuse 
testing  if  appropriate? 

f.  priming? 

q.  operational  adjustments? 

h.  procedures  to  be  followed  if 
the  dialyzer  fails? 

i .  reuse  procedures ? 

j.  discontinuation  of  use? 

k.  shut-down? 

1.  clean-up  and  sterilization 
procedures  ? 

m.  procedures  for  storage  Detween 
uses-? 

YES  j    NO  I  V/ 

— fwri — 


TYPE  E 

|  fSS  |    NO  |  M/A  | 

YPE  C 

.i 

i 

TYPE  F 

APPENDIX  C 


TABLE  1 
FACILITIES  SURVEYED 


Dialysis  Unit  Location 

Biomed  Applications  of  Boston*  Dorchester 

Brockton  Dialysis  Center*  Brockton 

Cape  Cod  Artificial  Kidney*  Yarmouth  ■ 

The  Kidney  Center*  Boston 

Southeastern  Mass.  Dialysis*  New  Bedford 

Western  Mass.  Kidney  Center*  Springfield 

BioMed  Application  of  Framingham*  Framingham 

Bay  State  Medical  Center  Springfield 

Berkshire  Medical  Center  Pittsfield 

Beth  Israel  Hospital  Boston 

Beverly  Hospital  Beverly 

Brigham  and  Women's  Hospital  Boston 

Children's  Hospital  Boston 

Franklin  Medical  Center  Greenfield 

Mary  and  Arthur  Clapham  Hospital  Burlington 

Mass.  General  Hospital  Boston 

Memorial  Hospital  -Worcester 

Nantucket  Cottage  Nantucket 

"New  England  Deaconess  Boston 

New  England  Medical  Center  Boston 

University  Hospital  Boston 

St.  Elizabeth's  Hospital  Boston 

Merrimack  Dialysis  Unit  Merrimack 


*  Free-standing  dialysis  units. 


TABLE  2 


Hemodialysis  Water  Quality  -  Che^-1:^  >trin!nf  '.°vq' 

Suggested  Maximum  Level 

Contami  nant  (mg/1 ) 

Calcium  2 

Magnesium  4 

Sodium**  70 

Potassium  8 

Fluoride  0.2 

Chloride  0.5 

Chloramines  0.1 

Nitrate  ( N )  2 

Sulfate  100 

Copper,  Barium,  Zinc  0.1  each 

Aluminum  0.01 

Arsenic,  lead,  Silver  0.005  each 

Cadmium  0.001 

Chromium  0.014 

Selenium  0.09 

Mercury  0.0002 


*A.A.M.I.  National  Standard  recommendations 

**230  mg/1  where  sodium  concentration  in  concentrate  has 
been  reduced  to  compensate  for  excess  sodium  in  the  water, 
as  long  as  conductivity  of  water  is  continously  monitored. 


TABLE  3 

WATER  TREATMENT  -  RESPONSE  TO  QUESTIONS  REGARDING 


OPERATIONS,  MONITORING  ^ND  ALARM 


NUMBER 

QUESTION 

RESPONSE 
YES  NO 

14a 

Equipment  Disinfected 

21 

1 

1  £  a 

io  a 

conductivity  Miarm  iesi.ec 

1  0 
10 

A 

18a 

Warning  &  Alarm  system 

La i i or a icu 

12 

10 

21 

Water  ph  monitored 

21 

I 

23a 

Regenerated  or  Recon- 
stitated  devices  disin- 
fected 

1  7 
1  / 

C 

3 

23b 

Processes  employed  to 
ensure  no  i n ce> m i x i ny 

cSj 

0 

c 

25a 

- 

Analyses  performed  to 
determi ne  qual i ty  of 
water  cn  i  or i ne 

Chlorine  Maximum  level 
at  0.5  mg/1 

Chloramines 

Aluminum  maximum  level 

at-  n  m 
at  u . ui 

1  Q 

iy 

21 
20 
19 

-\ 
J 

1 

2 
3 

Dpi  on i zat i on  effluent 
moni  tored 

20 

2 

28a 

Reverse  osmosis  system 
moni  tored 

18 

4 

28b 

Conductivity  of  feed  and 
passage  water  monitored 

17 

5 

31a 

Water  puri.fi cation 
subsystem  disinfected 

18 

4 

TABLE  4 


WATER  TREATMENT  -  RESPONSES  TO  QUESTIONS  REGARDING 


MALFUNCTIONS  AND  OESIGN  ERRORS 


NUMBER 

QUESTIONS 

.  RESPONSE 
YES  NO 

10 

Alarm  on  Conductivity 
Moni  tors 

1  "7 

17 

5 

1  Q  a 

A  1  arm  r  a  1  1  UPeS 

2 

20 

30 

Opaque  Housing  for 
Sediment  Fi 1 ters 

19 

3 

33  a 

Safe  Configuration  in  the 
Event  Control  Limits  are 
Exceeded 

17 

5 

33  e 

Audi  ble  Alarms  at  least 
70  decibels  at  3  Meters 

14 

7 

34  c 

Electrical  Receptables 
Shielded  from  Liquid 
Spills 

19 

3 

34  e 

Audible  Alarm  for  Main 
Fai 1 ure 

12 

10 

TABLE  5 

WATER  TQFaryrNjT  -  INSUFFICIENT  PROVISION  OF  INFORMATION 
BY  THE  MANUFACTURER 


NUMBER 

QUESTIONS 

INFORMATION  PROVIOED 

YES 

NO 

la 

Requirements  for 
Uti 1 ities 

10 

1 

le 

Environmental  Conditions 

q 

c 

If 

Discription  of  Equipment 

10 

1 

ig 

Safety  Features  and 
Warni  ngs 

8 

3 

lh 

Incompatible  Chemicals 

7 

A 

11 

Water  Specifications 

9 

2 

lo 

Initial  Adjustment  of 
Alarms,  and  Monitors 

9 

2 

lq 

Alarm  Procedures 

8 

3 

It 

Clean-up  and  Steriliza- 
tion Procedures 

9 

2 

lv 

Degree  of  Removal  of 
Chemical  Contaminants 
after  Water  Purification 

9 

2 

lw 

Water  Qual i  ty  Issues 

5 

6 

lx 

Contaminated  Carbon 
Warni  n-g 

8 

3 

NUMBER 

QUESTIONS 

INFORMATION  PROVIDED 
YES  NO 

ly 

Warning  on  Responsi bi l i t> 
for  the  Selection  of 
Water  Equipment  and  Water 
Testi  ng 

5 

6 

laa 

Description  of  Method  to 
Avoid  Intermixing  of 
Devices  from  Potable  and 
Nonpotable  Water  User 

7 

4 

lbb 

Information  on  Incompa- 
tible Chemicals 

6 

5 

lcc 

Information  on  online 
Monitors  of  Water  Quality 

8 

3 

lad 

Identification  of 
Mechanism  Preventing 
Excessive  Contaminants 
During  Regeneration 

8 

3 

Iff 

Warnings  of  Improper 
Installation  or  Use 

8 

3 

TABLE  6 


WATER  TREATMENT  -  RESPONSES  TO  QUESTIONS  REGARDING 
EQUIPMENT  MARKI NGS  AND  OPERATING  INSTRUCT  IONS 


NUMBER 

RESPONSE 
YES  NO 

3e 

Warnings  on  Substances  tc 
be  Removed  Before  Using 

9  " 

13 

3f 

Identification  of 
Fittings 

13 

g 

5 

Instructions  for  use 
Provi  ded 

17 

5 

6 

Operating  Instructions 
Sati  sf actory 

21 

1 

7 

Maintenance  Instructions 
Provi  ded 

21 

1 

8 

Maintenance  Instructions 
Sati  sf actory 

21 

1 

9 

Warnings  on  Improper 
Instal lation  and  Use 

17 

5 

TABLE  7 


WATER  TREATMENT  -  RESPONSES  TO  QUESTIONS  REGARDING 
MISCELLANEOUS  PROBLEMS 


NUMBER 

QUESTIONS 

RESPONSE 
YES  NO 

12a 

Contact  with  Water 
Department  when  Chemical 
Composition  of  Water 
Changed 

11 

11 

12b 

Contact  with  Water 
Department  when  Source 
of  Water  Changed 

11 

11 

27c 

Nitrosamines  Produced 

1 

21 

TABLE  8 


DIAIYSATE  DELIVERY  SYSTEM  -  RESPONSES  TO  QUESTIONS  REGARDING 


OPERATIONS,  MONITORING  AND  ALARMS  AND  MALFUNCTIONS  AND  DESIGN  ERROR 


NUMBER 

QUESTIONS 

RESPONSE 
YES  NO 

1.    Operations,  Monitors,  Alarms 

55 

Dialysate  Circuit 
Pressure  Monitored 

19 

3 

2.    Malfunctions  and  Design  Errors 

53 
56 

Alarm  Malfunction 

Dialysate  Circuit 
Pressure 

4 

18 

18 
4 

TABLE  9 


DIALYSATE  DELIVERY  SYSTEM  -  INSUFFICIENT  PROVISION  Of 
INFORMATION  BY  THE  MANUFACTURER 


NUMBER 

QUESTIONS 

INFORMATION  PROVIDED 
YES  NO 

3e 

Environmental  Conditions 

6 

4 

3g 

Safety  Features 

9 

1 

3h 

Incompatible  Chemicals 

9 

1 

3i(5) 

Procedures  for  Testing 
of  Monitors,  Alarms 
and  Controls 

7 

3 

3j(3) 

Instructions  for 
Operational  Adjustments 

9 

1 

3j(4) 

Instructions  for  Opera- 
tion and  Meaning  of 
Alarms 

9 

1 

3k 

Procedures  for  Dis- 
continuing Use 

9 

i 

3o 

Warnings  of  Effects  of 
Improper  Installation 
and  Use 

5 

5 

3s 

Warning  that  Dialysate 
Concentration  Monitor 
Should  be  Checked 
Independently 

1 

9 

3x 

Dialysate  Pressure 
Monitor  Information 

4 

6 

NUMBER 

QUESTIONS 

INFORMATION  PROVIDED 

YES 

NO 

3y 

Transmembrane  Pressure 

4  - 

6 

3z 

Warning  to  Check  Dialy- 
sate  Concentration  before 
Dialysis 

Q 
O 

o 
c 

3bb(l) 

Statement  of  Sensitivity 
to  Air  and  Foam 

3 

7 

3bb(3) 

Statement  of  Specified 
Sensitivity  for  Air  in 
Blood  and  Saline 

0 

10 

3bb(4) 

Specification  of  Maximum 
Undetected  Air  Flow  Rate 

0 

10 

3cc 

Alarm  Adjustment  Strategy 
Detecting  of  Blood  Leak 

4 

6 

3dd 

Warning  that  Hemolysis 
May  Occur  from  Certain 
Malfunctions 

1 

9 

TABLE  10 

DIALYSATE  DELIVERY  SYSTEM  -  RESPONSES  TO  QUESTIONS 


REGAROING  MISCELLANEOUS  PROBLEMS 


NUMBER 

QUESTIONS 

YES 

RESPONSE 

NO 

42 

Modifications  to  Equip- 
ment 

3 

19 

47 

Problems  with  Concentrate 

1 

21 

TABLE  11 


EXTRACORPOREAL  BLOOD  -  RESPONSES  FO  QUESTIONS 
REGARDING    OPERATIONS,  MONITORING,  ALARMS 


NUMBER 

QUESTIONS 

YES 

RESPONSE 

NO 

66  a 

Sensitivity  of  Air/Foam 
Detector  Measured 

15 

7 

67a 

IV  Fluid  Administered 
After  Air/Foam  Detector 

17 

5 

68 

Glass  Bottles  Used  to 
Administer  IV  Fluids 

20 

2 

TABLE  12 


RESpONccS  T0  FURTHER  QUESTIONS  REGARDING  THE 
EXTRACORPOREAL  8L0OO  CIRCUIT 


NUMBER 

QUESTIONS 

RESPONSE 

YES 

NO 

1.    Malfunctions  or  Design  Errors 

65f 

Audible  and  Visual  Alarms  to  Indicate 
that  Air  Detector  Not  Activated 

19 

3 

66  c 

Problems  with  Air/Foam  Detectors 

4 

18 

89  d 

Electrical  Receptables  Shielded  from 
Liqui d  Spi  1 1  s 

20 

8 

2.    Insufficient  Information  or  Training 

7a 

Details  of  Cal i brabration  Technique 
to  Convert  Speed  to  Flow  Rate 

0 

3 

8 

Warning  on  Improper  Installation 
and  Use 

2 

1 

3.    Equipment  Markings  and  Operator  Instructions 

65b 

Manufacturers'  Guidelines  Adequate 

21 

1 

TABLE  13 


DIALYZERS  -  RESPONSES  TO  QUESTIONS  REGARD [ NG 
OPERATIONS,  MONITORING  AND  ALARMS 


NUMBER 

IfUZ.  J  1  1  UNO 

DC  C  DilMCC 

Kt  orUN bt 

YES  NO 

102 

Practice  Reuse 

11  11 

108a(l) 

Quality  Control  for  Cell  Volume 

20  2 

108a(3) 

Quality  Control  or  Clearence 

18  4 

Measurements 

TABLE  14 


DIALYZERS  -  INSUFFICIENT  PROVISION  OF  INFORMATION 
BY  THE  MANUFACTURER 


NUMBER 

QUESTIONS 

INFORMATION  PROVIDED 

YES 

NO 

rnn^trurtinn  Matprial^ 

that  Contact  Blood  or 
Dialysate 

7 

4 

9b 

Set-up  Check  1 i  st 

5 

6 

9h 

Procedures  for  Dialyzer 
Fai 1 ure 

7 

4 

9i 

Reuse  Procedures 

0 

11 

9j 

Discontinuation  of  Use 

6 

5 

9k 

Shut-down  Procedures 

5 

6 

91 

Clean-up  and  Steriliza- 
tion Procedures 

4 

7 

TABLE  15 


PROBLEMS.  SATISFACTION  AND  HYPERSENSITIVITY  ANO 
PYROGENIC  REACTIONS  FOUND  IN  11  FACILITIES  PERFORMING  REUSE 


NUMBER 

QUESTIONS 

RESPONSE 

DIALYZER 

YES 

NO 

 i  

NEW 

REUSED 

BOTH 

11  C 

r\Cu  jw    r  i  wu  i  c»ii  j 

1* 

10 

113 

Satisfied  with 
Reuse 

11 

0 

114 

Hypensensitity 
Reactions 

5 

6 

3 

0 

2 

115 

Pyogenic  Reactions 

2 

9 

0 

0 

]*★ 

*.    One  facility  reported  increased  Thrombosis  with  dialyzer  reuse 

**    One  facility  did  not  report  whether  pyrogenic  reactions  were  with  new 
or  reused  dialyzers. 


\ 


OIALYZER  - 


Ta,3LE  16 

RESPONSES  TO  QUESTIONS  REGARDING 


MI  SCELLANEOUS  PROBLEMS 


NUMBER 

QUESTIONS 

RESPONSE 
YES  NO 

98 

Blood  Membrane  Interac- 
tions 

4 

18 

114 

Hypersensi  ti  vi  ty 
Reactions 

7 

15 

115 

Pyrogenic  Reactions 

3 

19 

97 

Problems  with  Dialyzer 
Packing 

1 

21 

